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Multi-Phenotypic subtyping 
of circulating tumor cells using 
sequential fluorescent quenching 
and restaining
Daniel L. Adams1, R. Katherine Alpaugh2, Susan Tsai3, Cha-Mei Tang4 & 
Steingrimur Stefansson5

In tissue biopsies formalin fixed paraffin embedded cancer blocks are micro-sectioned producing 
multiple semi-identical specimens which are analyzed and subtyped proteomically, and genomically, 
with numerous biomarkers. In blood based biopsies (BBBs), blood is purified for circulating tumor 
cells (CTCs) and clinical utility is typically limited to cell enumeration, as only 2–3 positive fluorescent 
markers and 1 negative marker can be used. As such, increasing the number of subtyping biomarkers 
on each individual CTC could dramatically enhance the clinical utility of BBBs, allowing in depth 
interrogation of clinically relevant CTCs. We describe a simple and inexpensive method for quenching 
the specific fluors of fluorescently stained CTCs followed by sequential restaining with additional 
biomarkers. As proof of principle a CTC panel, immunosuppression panel and stem cell panel were used 
to sequentially subtype individual fluorescently stained patient CTCs, suggesting a simple and universal 
technique to analyze multiple clinically applicable immunomarkers from BBBs.

Circulating Tumor Cells (CTCs) are cancer cells that shed from primary/metastatic solid tumors and can be 
found transiting the circulatory system1–15. For many years whole peripheral blood has been used to isolate CTCs 
from cancer patients for use as a prognostic indicator of advanced disease1,2,4,5,7,9,10,12,14–17. Currently, the only clin-
ically validated prognostic assay isolates CTCs based on antibody mediated capture and identifies CTCs based on 
3 cellular fluorescent markers1–12,14. This FDA approved assay (CellSearch®  CTC Test) captures CTCs from blood 
using ferrofluid nanoparticles conjugated with antibodies against the epithelial cell adhesion molecule (EpCAM). 
Then, like most CTC systems, captured cells are identified using 3 fluorescent markers, DAPI (to stain nuclei and 
identify an object as a cell), cytokeratin (CK) (to identify the cell as epithelial), and CD45 (to exclude white blood 
cells)1–12,14.

Recently a plethora of alternative CTC isolation methods have been introduced, many of which attempt to 
expand the clinical utility of CTCs beyond simple enumeration1–4,9,11–14,18. However, irregardless of the isolation 
platform fluorescence detection is usually the identification criteria used, and remains mostly limited to 4–5 total 
fluors1–4,7–9,11,12,14–16,18,19. This limits fluorescence based CTC characterization to the 3 fore mentioned identifica-
tion biomarkers and 1–2 additional subtyping biomarkers20–24. Clinically and biologically this limits researchers 
to superficial proteomic identification of CTCs, while the need to truly interrogate relevant tumor cell phenotypes 
requires multiple subtyping markers1–4,9–11,14–19,25–30. While it is possible to partially overcome this limitation by 
isolating cells using multiple blood samples from the same patient1,3,4,10,13,14, typically less than 50 mL is allowed 
to be drawn. Further, CTCs have enormous phenotypic heterogeneity which makes the staining of individual 
CTCs from different blood draws incomparable1–4,9,12,14–16. If, like in sectional tissue biopsies, a method existed to 
analyze CTCs using multiple markers against each isolated cell, the ability to biologically interrogate individual 
cells would greatly enhance the clinical utility.
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Identification of CTCs is complicated, as different subgroups of cancer cells upregulate and/or down regulate 
phenotypes in relation to tumor progression, tumor spread, and in response to tumor treatments1–4,9,11,12,14–17,29–31. 
The ability of individual cancer cells to transition states, such as the epithelial to mesenchymal transitions (EMT), 
or alter expression of inflammatory immune checkpoints are examples of the active state of tumors changing 
dynamically in real time as the cancer progresses or responds to treatment. As such, CTCs are uniquely suitable 
as a possible representative surrogate biomarker for tracking a tumor’s transient states in real time1–4,9,11,12,14–17,29.

CTCs undergoing EMT are common constituents in cancer patient blood, which have been implicated as a 
primary cellular component in metastatic spread2,4,9,15,16,18,19,28–31. Unfortunately, EMT has no universally accepted 
positive set of biomarkers and is generally described by the down regulation of epithelial proteins, e.g. EpCAM 
and CK, and the upregulation of mesenchymal stem cell proteins, e.g. vimentin and CD342,4,9,14–16,18,19,27–33. EMT 
is currently a topic of great interest2–4,9,11,14–16,19,27–34, however, because of the limited proteomic analysis from the 
limited free fluorescent channels, EMT subtyping is typically screened using non-proteomic methods, i.e. mRNA 
expression or DNA analysis2–4,9,11,14–16,19,27–34.

In fluorescence based staining of biological samples, borohydride derivatives (i.e. Cyanoborohydride and 
Lithium Borohydride) are staple reagents used to reduce background autofluorescence without harming pro-
teomic/genomic markers. Interestingly, while borohydride derivatives are used to quench nonspecific fluores-
cence in biopsied micro-sections, it is not generally used to remove specific fluorescence20–24,33,35–37. Borohydride 
(BH4) is a mild and selective carbonyl reducing agent that is commonly used in organic chemistry to reduce 
ketones and aldehydes to alcohols, and/or imines to secondary amines, without reducing amide or carboxy acid 
functional groups20–24,33,35–37. In microscopy, BH4 derivatives are often used to quench the autofluorescence of 
formaldehyde, and glutaraldehyde, fixed biological samples which is caused by accumulation of carbonylated 
and Schiff-base compounds38. A secondary benefit of adding BH4 derivatives to fixed biological samples is the 
ability to reduce free aldehyde groups (e.g. aldehyde blocking), which further minimizes nonspecific binding 
of the histochemical reagents. In microscopy, samples are quenched with BH4 derivatives before staining with 
fluorescent biomarkers, greatly reducing non-specific background fluorescence without damaging the protein 
epitopes20–24,35–38.

An advantage of a filter based platform is that each individual cell is fixed in situ, imaged, positioned, marked 
and archived1–3,25,39, allowing the user to relocate the identical cell after each step in the quenching process. We ini-
tially screened and optimized a process of quenching, underivatizing, amine stripping, and restaining (QUAS-R) 
on model cell lines which had been isolated on a CellSieve™  microfiltration system1–3,25,39. After verifying epitope 
stability in cell lines during the quenching process, we then tested the process on 12 previously screened and 
archived pancreatic cancer patient samples. As a proof of principle using previously identified EMTCTCs1,2,39, 
we were able to rapidly screen these cells for mesenchymal stem cell markers (CD34 and Vimentin)27,34, motil-
ity markers (CXCR4 and Vimentin)27,28,30,34, and inflammatory markers (PD-L1 and PD1)40 to characterize the 
expression profiles and typing of EMTCTCs found in pancreatic cancer patients. Our data suggest that sequential 
fluorescent staining of pre-identified CTCs is possible, the protein epitopes appear stable, and the markers can 
be visualized for accurate cytological assessment, much like classical cancer histopathological subtyping. In total, 
we describe the ability to sequentially analyze, subtype and track 9 distinct phenotypic cancer markers on every 
single isolated EMTCTC.

Results
Model Cell Lines. We first tested the ability of our method to quench fluorescence using the MDA-MB-231 
cell line labeled with fluorescent CTC markers (Supplementary Figures 1 and 2). After incubation with a boro-
hydride solution for 1.5 hours, the FITC fluorescent signal on the MDA-MB-231 cells visually disappeared 
(Supplementary Figures 1 and 2). We then confirmed this quenching technique on FITC labeled patient sample 
cells by imaging cells stained with cytokeratin tagged FITC, after 30, 60 and 90 minutes of incubation in borohy-
dride (Fig. 1). We calculated the quenching by measuring the fluorescent intensity of the cells at the 4 time points 
and found that 99% of the cellular fluorescence was quenched after 90 min of incubation (Fig. 1).

Figure 1. Tracking the quench time of borohydride solution in the removal of visible and quantifiable 
fluorescence from patient blood cells. A Cytokeratin positive cell isolated from a pancreatic cancer patient was 
identified, imaged and the signal measured at time 0. Borohydride solution was added and the cell was imaged 
30 min, 60 min and 90 after induction of borohydride. After 90 min, 99% of the original fluorescence had been 
quenched. Box scale =  45 μ m.
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Optimally, blood based biopsies (BBBs) would analyze multiple types of circulating cells (i.e. CTCs, 
Circulating endothelial cells, etc.) with many different markers. However, to rescreen samples the stability of 
cellular epitopes must remain consistent in between assays. Therefore, we tested QUAS-R on 5 distinct model cell 
lines (MDA-MB-231, MCF-7, LnCAP, A2058, and HUVEC) of breast, endothelial, prostate and melanoma origin 
with respect to epitope stability (Figs 2, 3 and Supplementary Figure 3). Since Immunohistochemistry (IHC) is 
used in cancer subtyping for both intracellular and extracellular epitopes, we specifically chose 9 markers with 
a broad range of cellular localization, which occur intracellularly (cytokeratin and vimentin) and extracellularly 
(EpCAM, CD45, CD31, CD34, PD-L1, CXCR4 and CD14), Fig. 2 and Supplementary Figure 3. A baseline signal 
for all of the 9 markers, with all 5 cell lines on separate filters was performed. One filter set, each with one of the 
5 cell lines (A2058, LnCAP, MDA-MB-231, MCF-7 or HUVECs) was stained using the CTC markers (CK-FITC, 
EpCAM-PE and CD45-Cy5)1–5,7–9,11–17,19,26,27,29,30,32,39. On a second set of filters, the 5 cell lines were stained with a 
panel of PD-L1-FITC, CD34-PE and PD-1-Dylight 650. On a third set of filters, the 5 cell lines were stained with 
a panel of CD14-FITC, CXCR4-PE and vimentin-efluor660 (Fig. 3a). We measured the intensity of each marker 
(10 cells for each marker) and normalized it to background, for ease of comparison (Fig. 3 and Supplementary 
Figures 2 and 3). We then performed QUAS-R on all filters and restained each set with a second marker panel 
(Fig. 3a). We again measured the intensity of each marker for all 5 cell types and normalized to background 
(Supplementary Figure 3). We performed a second QUAS-R and restained each filter set with a third marker 
panel (Fig. 3a). Visually, and quantifiably, CD45 was correctly negative in all cells, Fig. 2 and Supplementary 
Figure 3. CD14 and CD34 were weakly positive in the HUVEC cells (Supplementary Figure 3), caused by the 
high variable nature of HUVECs. Further, the CD14 signal was localized to the peripheral protrusions of a sub-
set of HUVECs (Supplementary Figure 4) causing the interior of the cell to have low/no signal. EpCAM also 
appeared low in expression and high standard deviation (STD), as the signal was highly heterogenous between 
cells, and the receptors were aggregated on the cell surface, causing cells to have areas of high and low signals 
(Supplementary Figure 5). CD184 was correctly localized to the MDA-MB-231 cell lines, albeit with a large STD 
from the highly varying cell populations (Fig. 2 and Supplementary Figure 3). PD-L1 and vimentin all showed 
intense staining in the correct cell lines (MDA-MB-231:high vimentin/high PD-L1, A2058:high vimentin/high 
PD-L1, and HUVEC:high vimentin) and low/no staining in the correct cell lines (HUVEC:no PD-L1, LNCaP:no 
vimentin/low PD-L1, and MCF-7:no vimentin/low PD-L1), while Cytokeratin stained MCF-7 MDA-MB-231 
and LNCaP strongly. Importantly, none of the biomarkers diminished in intensity between the two restains and 
appeared with appropriate staining intensity in each of the proper cell lines (Supplementary Figures 3, 6–9).  
The possible exception was PD-L1, which did appear to slope down during the 3 stain, but was within the STD. 

Figure 2. Visual example of a MDA-MB-231 cell through the 2 QUAS-R rounds. (a) After filtration, a 
MDA-MB-231 cell was stained with the CTC stain Cytokeratin, EpCAM and CD45. (b) The cell was quenched 
by QUAS-R and stained with CD14, CXCR4 and Vimentin. (c) The cell was quenched again by QUAS-R and 
stained with PD-L1, CD34, and PD1. Box scale =  45.
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Taken together, these experiments suggests that QUAS-R allows for the full quenching of fluorescently labeled 
cells and restaining biological specimens, without negatively affecting the quality of their epitopes.

Patient Samples. It has been shown that a standard CellSieve™ CTC fluorescent staining panel can identify, 
quantify and score the same clinically prognostic CTCs as the FDA approved CellSearch®  System1,2. However, 
we also identified numerous subtypes of CTCs with EMT-like phenotypes, including cells with downregulated 
cytokeratin and loss of EpCAM1,2,39. While the downregulation of epithelial markers is a hallmark of EMT in 
cancer, additional confirmation of upregulated mesenchymal markers is needed to properly profile their stem cell 
and motility characteristics.

To better study EMTCTCs we used pancreatic cancer patient samples that had been previously enumerated 
and imaged using the CTC panel as containing EMTCTCs1,2,39. Specifically, EMTCTCs were found in 78% of 
pancreatic samples, irregardless of stage39, while none of the 12 healthy control samples had EMTCTCs, CAMLs, 
or PDCTCs. In the set of 12 patient samples there were a total of 764 EMTCTCs with a median of 10 cells per 
sample. A representative image of pancreatic EMTCTCs, from a stage IV pancreatic sample, with the expression 
profiles for CK, EpCAM and CD45 is shown in Fig. 4a. QUAS-R was performed on all 12 patient samples. All cells 
were then restained and reimaged with anti-CD14, anti-CXCR4 and anti-vimentin, Fig. 4b. After imaging all cells, 
QUAS-R was performed a second time on each patient sample and then restained with anti-PDL-1, anti-CD34 
and anti-PD-1 (Fig. 4c). Each EMTCTC was counted and the expression phenotypes were quantified, Fig. 4d.

Not surprisingly, all EMTCTCs were positive for CK and negative for CD45, both being the markers used 
to identify CTCs. CD14 and PD-1 were also negative in all EMTCTCs, as these are markers for macrophages 
and activated T-cells, respectively. EpCAM was very uncommon in this cell type, occurring in only 2% of the 
cell population (Fig. 4d). The absence of EpCAM in EMTCTCs is a well-recognized as part of the EMT pro-
cess and in agreement with previous reports2,4,9,11,14–16,19,27,29–31,39. Vimentin was the next most prevalent marker 
found in all but 3 cells, or 99% of all cells. This is not surprising as the EMT process is reported to downregu-
late cytokeratin and upregulate vimentin9,27,29–31. This process has been shown to increase a cell’s mesenchymal 
phenotypes and allow cells improved motility9,27,29–31. Interestingly the prevalence of CXCR4 in some patients 
indicates that these mesenchymal cells are likely migratory27,28,34. Expression of PD-L1 and CXCR4 was highly 

Figure 3. Overview of experimental design and representative examples of the percent change of signal 
intensity when a marker stain was used on the first round, second round or third round of staining. 
(a) Stains were tested on 5 cell lines at three separate time points. A 1st set of stains were used followed by 
quenching. After quench, a 2nd set of stains were used followed by quenching. After quenching, a 3rd set of stains 
were used. After each round, cells were imaged and quantified. b. Representative of signal intensities shows no 
degradation irregardless of whether the stains were used first, second or third. A repeated measure ANOVA 
found no significant difference in signal intensity between the 3 staining times [vimentin MDA-MB-231 
(p =  0.201), cytokeratin LNCaP (p =  0.291), CD14 HUVEC (p =  0.499), and CXCR4 MDA-MB-231 
(p =  0.857)]. Full comparison of all cells and all markers is found in Supplementary Figures 2 and 10.
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heterogeneous between patients, ranging from 100% to 0% positivity for PD-L1 and 90% to 0% positivity for 
CXCR4. Additionally CD34 was rarely found, with only 5 cells in 3 patients being weakly positive, but since this 
marker is associated with progenitor stem cells and/or endothelial progenitor cells, further evaluation of endothe-
lial subtyping and patient outcome will be of interest33.

Using a standard CTC fluorescent stain, we identified, quantified and scored EMTCTCs according to their 
cytokeratin, EpCAM and CD45 presence1–3,39. We then specifically screened these EMTCTCS to better under-
stand and interrogate their underlying subtypes. This study indicates that circulating cells from filtered patient 
samples can be processed by the QUAS-R technique, whereby a fluorescent CTC stain is quenched while leaving 
the cells intact and unaffected. We describe that samples can be restained for subtyping with additional bio-
marker panels against biological targets (i.e. PD-L1, PD-1, etc.). Additionally, during 2 rounds of QUAS-R no 
degradation was quantified in any of the cell lines in their surface receptors, nor intracellular markers. These 

Figure 4. QUAS-R on patient derived EMT-like CTCs for subtyping cells and screening drug targets. (a) A 
proof of principle study of 12 pancreatic cancer patient samples were imaged with the CTC stains CK, EpCAM 
and CD45. EMT-Like CTCs were enumerated and imaged. (b) QUAS-R was performed and cells were stained 
with the subtyping markers CD14, CXCR4, and Vimentin. (c) QUAS-R was then performed again and cells 
stained for the drug targets PD-L1, CD34 and PD1. (d) A total of 764 EMTCTCs with a median of 10 cells per 
sample were measured for presence of the 9 markers. Presence of each marker in each patient is represented as 
a heat map of percent EMT-CTCs positive for each stain. VM =  vimentin, CK =  cytokeratin, numerical values 
can be found in Supplementary Figure 11. Box scale =  75 μ m.
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experiments suggest that previously identified CTCs can be reimaged and subtyped with multiple additional 
immuno-targets, with markers quantified and scored much like a multipanel IHC testing in classical formalin 
fixed paraffin embedded (FFPE) cancer biopsies.

Conclusion
CTCs are rare but clinically important prognostic indicators of cancer patient status, however, their clinical utility 
remains limited to their enumeration using 2–3 positive fluorescent markers and 1 negative fluorescent marker. 
This is in stark contrast to classical tissue biopsies that yield vast clinical information about the underlying tumor 
biology and in guiding patient treatment. In cancer pathology, IHC is the standard biological assay accomplished 
using thin slices (~5–10 μ m) cut from a large FFPE biopsied tissue section. With multiple slices and each slice 
with hundreds of tumor cells, a variety of subtyping assays can be run on the semi-identical tumor cells for use in 
staging, prognosis and in predicting treatment response. Blood based biopsies (BBBs) typically only isolate a few 
CTCs (0-81 CTCs/7.5 mL sample) and the majority of samples (74%) contain <  2 CTCs1–5,7. If CTC analysis is to 
live up to its promise as a “blood-based biopsy”, then it must demonstrate the ability to not only identify tumor 
cell presence, but proteomically subtype the cells for clinically relevant markers.

It has been previously described that CTCs with the EMT phenotype (i.e. low cytokeratin and low/no 
EpCAM) are commonly isolated from breast, prostate, lung and pancreatic cancers2,39. After an initial enumer-
ation of EMTCTCs in patients with pancreatic cancer for use in clinical prognostication, further interrogation 
was not possible as the cell stains had occupied all fluorescent channels (i.e. FITC conjugated CK, PE conjugated 
EpCAM, DAPI and Cyanine5 conjugated CD45). As multiple biomarker interrogation is necessary to properly 
identify EMT cells, and there is no single biomarker panel for EMTCTCs, testing these cells with a panel of EMT 
indicative biomarkers would be optimal for proper analysis. The need to expand the repertoire of CTC biomarker 
subtyping prompted us to examine quenching procedures that could be used to interrogate each CTC with mul-
tiple fluorescent antibodies1.

The technical difficulty in profiling CTCs cannot be underestimated since cancer patient blood samples 
usually contain ~1 CTCs per 109 blood cells, which limits options possible for detailed cancer cell profiling. 
Complicating the matter is that these cells must be identified fluorescently with DAPI, cytokeratin and CD45; 
leaving only 1–2 channels available for proteomic subtyping1–5,7,8,10,12,16,17,19. Several groups have reported addi-
tional staining of CTCs beyond the standard markers (DAPI, EpCAM, CK and CD45), but these have mostly 
been limited to 1–2 additional markers4,10,12,16,17,19. Examining CTCs isolated from duplicate or multiple samples 
from the same patients provides some degree of multiplexing1,4,10,12,14–17,19, however, this option is not ideal since 
CTCs are rare, very heterogeneous and CTC populations may not be equally distributed in sequential blood sam-
ples. The heterogeneity can be seen in clustering CTCs, which only represented 39% of the CTCs enumerated, on 
par with a number of studies which evaluated clustering of CTCs in pancreatic cancer41–43. Within each patient 
sample, enormous phenotypic variation was found between the individual CTCs and the CTCs within clusters. In 
the representative cluster, Fig. 4, the variation in intensity between cells can be visualized in cytokeratin, EpCAM, 
CXCR4, Vimentin, PD-L1 and CD34. The heterogeneity in CTCs is well documented and further suggests that 
the epitopes are not altered by the QUAS-R technique. In an attempt to expand proteomic subtyping of CTCs, we 
describe a simple inexpensive quenching and restaining methodology, QUAS-R, which might be used to subtype 
the same cells with up to 9 unrelated fluorescent antibodies. Specifically, we describe this method for expand-
ing characterization of CTCs from pancreatic cancer patients with the EMT phenotype. Our data suggests that 
sequential multi-panel restaining of CTCs using clinically applicable cancer biomarkers might provide a greater 
amount and broader variety of information using a BBB approach.

Recently, it was shown that partial BH4 quenching on photoactivatable fluorophores does not alter the 
quenched proteins and is compatible with high resolution microscopy37. The borohydride attributes were 
described as well suited for temporary reduction of fluorescent signal from biological samples without concern 
for destruction of epitopes. Using this study as a foundation, we describe that in addition to short term limited 
dark state quenching, enhanced use of borohydride can be used as a permanent quencher of specific fluors, 
also without epitope damage. We describe the total removal of IHC specific fluorescence from bound antibodies 
without harming the visualization or quantification of IHC epitopes. We tested this hypothesis using 6 separate 
conjugated fluors (alexafluor488, FITC, efluor 660, PE, APC, and Cyanine5), all of which appear to completely 
darken using this method. Further, while our study focused on BBBs, this method is applicable and transferrable 
to any cell based assay with a fixed substrate.

Our data suggests that sequential multi-panel restaining of clinically applicable cancer biomarkers might pro-
vide a greater amount and broader variety of information using BBBs. In our CTC analysis, we have shown that 
EMTCTCs are all CK expressing and mostly vimentin expressing. Of course EMT is a transient process defined by 
a number molecular and proteomic pathways which have not been completely identified. With the ability to stain 
multiple cell markers, here we looked to further elucidate the underlying biology of CTCs which have appeared 
to begin the EMT process, i.e. low/negative CK and EpCAM, while verifying that the cells are not originally of 
hematopoietic (CD45) or myeloid (CD14) lineage. Of course while this initial pilot study focused on a few EMT 
markers we can now expand the EMT biomarker panel to include all of the known EMT markers on same CTCs. 
These panels will likely include N-Cadherin, TWIST, SNAIL, ZEB1, etc14,15,28–34. Further, while the method here 
uses a combination of manual identification and AxioVision’s Mark and Find module, this was still somewhat 
time consuming. Considering the simplicity of the reagents used, it is not unreasonable to assume that in the 
future, a fully automated system adapting the mark and find software might be developed to minimize many of 
the manual steps. Much like in these methods, semi-automated mark and find software is currently available in 
a number of microscopy systems. By employing these systems to re-find previously marked cells, autonomous 
processing will better streamline the process and allow for universal use of this method. However, automated or 
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manual, the ability to screen CTCs beyond basic identification will greatly enhance the clinical utility of liquid 
biopsies as patient samples can now be screened for prognostic and predictive biomarkers without the need for 
excess sampling.

Methods
Methods and any associated references are available in the online version of the paper.

Online Methods. Healthy and Patient Blood Samples. Twelve whole peripheral blood samples were drawn 
from patients who were actively undergoing treatment for previously confirmed stage I–IV pancreatic cancer at 
The Medical College of Wisconsin from 2012 to 2013. Samples were collected in accordance with and approved by 
the local Institutional Review Board (IRB) at the Medical College of Wisconsin, with the patient signed informed 
consent. All blood samples were drawn into CellSave preservative tubes™  (~9 mL, Janssen Diagnostics) and 
shipped to clinical core laboratory for processing. Results and patient identification from institutions were not 
shared or communicated until completion of study. All patient samples were first labeled with a standard antibody 
mixture for staining epithelial cells consisting of FITC labeled-anti-Cytokeratin 8, 18, 19; r-Phycoerythrin (PE) 
labeled anti-EpCAM; and Cyanine5 labeled anti-CD451–3,25,39.

Anonymized healthy volunteers donated blood samples (n =  12) were procured with written and signed 
informed consent. IRB was in accordance with and approved by Western Institutional Review Board. Donor 
blood was procured on a voluntarily basis at a blood collection center with no selection process, outside standard 
exclusion criteria, i.e. all samples were considered from individuals in normal health. All blood samples were 
drawn into CellSave preservative tubes™  and shipped to a clinical core laboratory for processing.

CTC Staining Procedures Performed on CellSieve™ Filters. Samples are filtered with a CellSieve™  Microfiltration 
Assay using a low-pressure vacuum system which isolates CTCs based on size exclusion, > 7 micron, as previ-
ously described1–3,25,39. Cells were stained and identified by fluorescent enumeration using CTC enumeration 
stains, as previously described. Briefly, a low-pressure system uses a filter holder assembly with CellSieve™  
filter attached. Peripheral blood (7.5 mL), is diluted in a prefixation buffer and drawn through the filter. The 
filter is washed, postfixed and permeabilized. The captured cells are stained with an antibody cocktail consist-
ing of FITC-anti-Cytokeratin 8, 18, 19, PE-anti-EpCAM and Cy5-anti-CD45 for 1 hour and mounted with 
Fluoromount-G/DAPI (Southern Biotech). An Olympus BX54WI Fluorescent microscope with Carl Zeiss 
AxioCam was used to image the samples. Exposures were preset as 2 sec (Cyanine5), 2 sec (PE), 100–750 msec 
(FITC), and 10–50 msec (DAPI) for equal signal comparisons between cells. A Zen2011 Blue (Carl Zeiss) with 
AxioVision Mark and Find module was used to process the images, mark the x/y placement of the cells, and relo-
cate previously imaged cells in a semi-automated manner. Samples were archived and placed in storage at 4 °C 
for 1 week-2 years.

Cell Lines. MCF-7 (HTB-22) and MDA-MB-231 (HTB-26) human breast cancer cell lines; LNCaP (CRL-1740, 
clone FGC) prostate adenocarcinoma; A2058 (CRL-11147) human skin melanoma cell line; and HUVEC-C 
(CRL-1730) endothelial cells were procured from ATCC (Manassas, VA). All cell lines were grown in their cell 
line specified media containing fetal bovine serum (FBS) as recommended by ATCC. Cell lines were maintained 
in T-75 flasks using prescribed cell culture conditions (5% CO2, 37 °C) with media changes every 3–4 days, with 
the exception of the MDA-MB-231 cell lines, which were grown at 37 °C with no added CO2. Cells were harvested 
using trypsin-EDTA (ATCC Manassas, VA), spun at 125 ×  g for 5 min resuspended in PBS containing 1% para-
formaldehyde. After incubation, cells were diluted in 10x volume of PBS, centrifuged and resuspended in fresh 
PBS before being spiked into normal blood and isolated using microfilters within 5 min.

Additional antibody panels. All antibodies were incubated using the manufacturers’ recommendation of 
1 hour at room temp. Primary CTC panel: FITC labeled-anti-Cytokeratin 8, 18, 19; r-Phycoerythrin (PE) labe-
led anti-EpCAM; and Cyanine5 labeled anti-CD45 (Creatv MicroTech)1–3; second panel: Alexafluor 488 labe-
led anti-PDL1 (2.5 ug/mL) and Dylight 650 labeled PD-1 (5 ug/mL) both PD-L1 and PD-1 were gifts from Dr. 
Steven Lin, MD Anderson Cancer Center, PE labeled CD34 (2.5 ug/mL, clone 4H11) and third panel: FITC 
labeled anti-CD14 (5 ug/mL, clone 61D3), PE labeled anti-CD184 (5 ug/mL, clone 2B11), efluor660 labeled 
anti-Vimentin (2.5 ug/mL, clone V9).

An Olympus BX54WI Fluorescent microscope with Carl Zeiss AxioCam was used to image the samples. 
Exposures were preset as 2 sec (Cyanine5 and APC), 2 sec (PE), 1000 msec (FITC and Alexafluor 488), 500 ms 
(efluor660), and 10–50 msec (DAPI) for equal signal comparisons between cells. A Zen2011 Blue (Carl Zeiss) was 
used to process the images, mark the x/y placement of the cells and relocate previously imaged cells.

Fluorescent Quenching (QUAS-R). Archived samples were removed from storage 1 week to 2 years after initial 
CTC staining. Samples had been previously imaged and marked prior to subjection to quenching procedures. 
Slides were soaked in 100 mL PBS for 15 minutes and carefully demounted25. Filters were placed into a reaction 
chamber (Corning) and washed 5 times with 1 mL 1X PBS. Filters with bound cells were incubated with 1 mg/mL  
borohydride solution (Fisher Scientific) for 1 hour at room temp in a chemical hood. The borohydride solution 
was removed and filters were washed 6 times with 1 ml PBS. Filters were placed in a clean reaction chamber 
(Corning) and incubated with 100 mM Tris pH =  9.0 for 1 hour at room temp. Tris was removed and filters were 
washed 3 times with 1 ml PBS, then 1XPBS/20%FBS was then added to the chamber to block the sample for 
30 minutes. After incubation, PBS/FBS solution was removed and the second set of antibody stain was added to 
the chamber for 1 hour at room temp. After antibody incubation, filters are washed in 1XPBST and slide mounted 
with Fluoromount-G/DAPI (Southern Biotech). Samples were oriented along the x/y axis and previously imaged 
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cells were relocated using a Zen2011 Blue (Carl Zeiss) software. Images and exposures were preset as above and a 
Zen2011 Blue (Carl Zeiss) was used to process the images. After imaging the antibody the procedure was repeated 
with the next antibody cocktail and reimaged as above. For time gated experiments involving visualizing fluores-
cence quenching, filters were placed under a fluorescent microscope (Olympus) in a ventilated hood and imaged 
with the filter remaining in the borohydride solution.

Sequentially screening biomarkers in model cell lines. Each cell line was individually filtered onto a microfilter 
and each cell type (n =  3) was stained with either antibody panel 1 (CK, EpCAM, and CD45), antibody panel 
2 (PD-L1, CD34, and PD-1), or antibody panel 3 (CD14, CXCR4 and Vimentin), Fig. 3a. After imaging and 
marking, each individual filter was quenched by the QUAS-R method, as above, and then restained with a second 
antibody set, i.e. filter set 1 originally stained with CK, EpCAM and CD45 was then stained with antibody panel 
2 (PD-L1, CD34, and PD-1); filter set 2 originally stained with PD-L1, CD34, and PD-1 was then stained with 
antibody panel 3 (CD14, CXCR4, Vimentin); and filter set 3 originally stained with CD14, CXCR4, and Vimentin 
was then stained with antibody panel 2 (CK, EpCAM and CD45). All originally marked cells were found and 
reimaged.

After imaging all cell lines, QUAS-R was performed a second time on each filter set and cell line. This time 
filter set 1 was restained with antibody panel 3, filter set 2 was restained with antibody panel 1, and filter set 3 was 
restained with antibody panel 1. Again all originally marked cells were found and reimaged.

References
1. Adams, D. L. et al. Precision microfilters as an all in one system for multiplex analysis of circulating tumor cells. RSC Advances 6, 

6405–6414, doi: 10.1039/C5RA21524B (2016).
2. Adams, D. L. et al. Cytometric characterization of circulating tumor cells captured by microfiltration and their correlation to the 

cellsearch((R)) CTC test. Cytometry. Part A: the journal of the International Society for Analytical Cytology 87, 137–144, doi: 10.1002/
cyto.a.22613 (2015).

3. Adams, D. L. et al. The systematic study of circulating tumor cell isolation using lithographic microfilters. RSC Advances 4, 
4334–4342, doi: 10.1039/C3RA46839A (2014).

4. Alix-Panabieres, C. & Pantel, K. Challenges in circulating tumour cell research. Nature reviews. Cancer 14, 623–631, doi: 10.1038/
nrc3820 (2014).

5. Allard, W. J. et al. Tumor cells circulate in the peripheral blood of all major carcinomas but not in healthy subjects or patients with 
nonmalignant diseases. Clin Cancer Res 10, 6897–6904, doi: 10.1158/1078-0432.CCR-04-0378 (2004).

6. Cohen, S. J. et al. Isolation and characterization of circulating tumor cells in patients with metastatic colorectal cancer. Clinical 
colorectal cancer 6, 125–132, doi: 10.3816/CCC.2006.n.029 (2006).

7. Cristofanilli, M. et al. Circulating tumor cells, disease progression, and survival in metastatic breast cancer. N Engl J Med 351, 
781–791, doi: 10.1056/NEJMoa040766 (2004).

8. Danila, D. C., Fleisher, M. & Scher, H. I. Circulating tumor cells as biomarkers in prostate cancer. Clin Cancer Res 17, 3903–3912, 
doi: 10.1158/1078-0432.CCR-10-2650 (2011).

9. Lianidou, E. S. & Markou, A. Circulating tumor cells in breast cancer: detection systems, molecular characterization, and future 
challenges. Clinical chemistry 57, 1242–1255, doi: 10.1373/clinchem.2011.165068 (2011).

10. Paoletti, C. et al. Development of circulating tumor cell-endocrine therapy index in patients with hormone receptor-positive breast 
cancer. Clin Cancer Res 21, 2487–2498, doi: 10.1158/1078-0432.CCR-14-1913 (2015).

11. Plaks, V., Koopman, C. D. & Werb, Z. Cancer. Circulating tumor cells. Science 341, 1186–1188, doi: 10.1126/science.1235226 (2013).
12. Punnoose, E. A. et al. Molecular biomarker analyses using circulating tumor cells. PloS one 5, e12517, doi: 10.1371/journal.

pone.0012517 (2010).
13. Stefansson, S., Adams, D. L. & Tang, C.-M. Isolation of Low Abundance Proteins and Cells Using Buoyant Glass Microbubble 

Chromatography. Chromatography Research International 2013, 1–6 (2013).
14. Stott, S. L. et al. Isolation of circulating tumor cells using a microvortex-generating herringbone-chip. Proceedings of the National 

Academy of Sciences of the United States of America 107, 18392–18397, doi: 10.1073/pnas.1012539107 (2010).
15. Yu, M. et al. Circulating breast tumor cells exhibit dynamic changes in epithelial and mesenchymal composition. Science 339, 

580–584, doi: 10.1126/science.1228522 (2013).
16. Pantel, K., Brakenhoff, R. H. & Brandt, B. Detection, clinical relevance and specific biological properties of disseminating tumour 

cells. Nature reviews. Cancer 8, 329–340, doi: 10.1038/nrc2375 (2008).
17. Reyes, E. E. et al. Quantitative characterization of androgen receptor protein expression and cellular localization in circulating 

tumor cells from patients with metastatic castration-resistant prostate cancer. J Transl Med 12, 313, doi: 10.1186/s12967-014-0313-z 
(2014).

18. Krebs, M. G. et al. Analysis of circulating tumor cells in patients with non-small cell lung cancer using epithelial marker-dependent 
and -independent approaches. J Thorac Oncol 7, 306–315, doi: 10.1097/JTO.0b013e31823c5c16 (2012).

19. Paterlini-Brechot, P. & Benali, N. L. Circulating tumor cells (CTC) detection: clinical impact and future directions. Cancer letters 
253, 180–204 (2007).

20. Baschong, W., Suetterlin, R. & Laeng, R. H. Control of autofluorescence of archival formaldehyde-fixed, paraffin-embedded tissue 
in confocal laser scanning microscopy (CLSM). J Histochem Cytochem 49, 1565–1572 (2001).

21. Corrodi, H., Hillarp, N. A. & Jonsson, G. Fluorescence Methods for the Histochemical Demonstration of Monoamines. 3. Sodium 
Borohydride Reduction of the Fluorescent Compounds as a Specificity Test. J Histochem Cytochem 12, 582–586 (1964).

22. Mansfield, J. R., Gossage, K. W., Hoyt, C. C. & Levenson, R. M. Autofluorescence removal, multiplexing, and automated analysis 
methods for in-vivo fluorescence imaging. J Biomed Opt 10, 41207, doi: 10.1117/1.2032458 (2005).

23. Monici, M. Cell and tissue autofluorescence research and diagnostic applications. Biotechnol Annu Rev 11, 227–256, doi: 10.1016/
S1387-2656(05)11007-2 (2005).

24. Waters, J. C. Accuracy and precision in quantitative fluorescence microscopy. The Journal of cell biology 185, 1135–1148,  
doi: 10.1083/jcb.200903097 (2009).

25. Adams, D. L. et al. Circulating giant macrophages as a potential biomarker of solid tumors. Proceedings of the National Academy of 
Sciences of the United States of America 111, 3514–3519, doi: 10.1073/pnas.1320198111 (2014).

26. Hermann, P. C. et al. Distinct populations of cancer stem cells determine tumor growth and metastatic activity in human pancreatic 
cancer. Cell stem cell 1, 313–323, doi: 10.1016/j.stem.2007.06.002 (2007).

27. Lee, J. M., Dedhar, S., Kalluri, R. & Thompson, E. W. The epithelial-mesenchymal transition: new insights in signaling, development, 
and disease. The Journal of cell biology 172, 973–981, doi: 10.1083/jcb.200601018 (2006).

28. Mego, M. et al. CXCR4-SDF-1 interaction potentially mediates trafficking of circulating tumor cells in primary breast cancer. BMC 
Cancer 16, 127, doi: 10.1186/s12885-016-2143-2 (2016).



www.nature.com/scientificreports/

9Scientific RepoRts | 6:33488 | DOI: 10.1038/srep33488

29. Mego, M. et al. Relationship between circulating tumor cells and epithelial to mesenchymal transition in early breast cancer. BMC 
Cancer 15, 533, doi: 10.1186/s12885-015-1548-7 (2015).

30. Mego, M. et al. Expression of epithelial-mesenchymal transition-inducing transcription factors in primary breast cancer: The effect 
of neoadjuvant therapy. International journal of cancer. Journal international du cancer 130, 808–816, doi: 10.1002/ijc.26037 (2012).

31. Thiery, J. P. Epithelial-mesenchymal transitions in tumour progression. Nature reviews. Cancer 2, 442–454, doi: 10.1038/nrc822 
(2002).

32. Charpentier, M. & Martin, S. Interplay of Stem Cell Characteristics, EMT, and Microtentacles in Circulating Breast Tumor Cells. 
Cancers 5, 1545–1565, doi: 10.3390/cancers5041545 (2013).

33. Visvader, J. E. & Lindeman, G. J. Cancer stem cells in solid tumours: accumulating evidence and unresolved questions. Nature 
reviews. Cancer 8, 755–768, doi: 10.1038/nrc2499 (2008).

34. Kallergi, G. et al. Epithelial to mesenchymal transition markers expressed in circulating tumour cells of early and metastatic breast 
cancer patients. Breast cancer research: BCR 13, R59, doi: 10.1186/bcr2896 (2011).

35. Das, D., Roy, S. & Das, P. K. Efficient and simple NaBH4 reduction of esters at cationic micellar surface. Org Lett 6, 4133–4136,  
doi: 10.1021/ol0481176 (2004).

36. Staple, P. H. & Luborsky-Moore, J. L. Sodium borohydride reduction of fluorescence as a specificity test for the histochemical 
demonstration of monoamines. Histochem J 10, 247–250 (1978).

37. Vaughan, J. C., Jia, S. & Zhuang, X. Ultrabright photoactivatable fluorophores created by reductive caging. Nat Methods 9, 
1181–1184, doi: 10.1038/nmeth.2214 (2012).

38. Tagliaferro, P., Tandler, C. J., Ramos, A. J., Pecci Saavedra, J. & Brusco, A. Immunofluorescence and glutaraldehyde fixation. A new 
procedure based on the Schiff-quenching method. J Neurosci Methods 77, 191–197 (1997).

39. Adams, D. et al. Low cytokeratin-and low EpCAM-expressing circulating tumor cells in pancreatic cancer. ASCO Annual Meeting 
Proceedings 31, 11046 (2013).

40. Brahmer, J. R. et al. Safety and activity of anti-PD-L1 antibody in patients with advanced cancer. N Engl J Med 366, 2455–2465,  
doi: 10.1056/NEJMoa1200694 (2012).

41. Cima, I. et al. Label-free isolation of circulating tumor cells in microfluidic devices: Current research and perspectives. 
Biomicrofluidics 7, 11810, doi: 10.1063/1.4780062 (2013).

42. Marrinucci, D. et al. Fluid biopsy in patients with metastatic prostate, pancreatic and breast cancers. Phys Biol 9, 016003,  
doi: 10.1088/1478-3975/9/1/016003 (2012).

43. Sarioglu, A. F. et al. A microfluidic device for label-free, physical capture of circulating tumor cell clusters. Nat Methods 12, 685–691, 
doi: 10.1038/nmeth.3404 (2015).

Acknowledgements
We would like to thank all of the patients and all of the healthy volunteers who contributed to this study. We also 
thank A. Ezeiruaku, S. Li, and O. Makarova for their technical support. This work was supported by a Maryland 
TEDCO MTTCF award and an award from the U.S. Army Research Office (ARO) and the Defense Advanced 
Research Projects Agency (DARPA) (W911NF-14-C-0098). The content of the information does not necessarily 
reflect the position or the policy of the US Government.

Author Contributions
Conception and Design: D.L.A. Stefansson and S.T. Development of Methodology: D.L.A. and S.S. Data 
Acquisition: D.L.A., R.K.A. and S.T. Analysis of Data: D.L.A. Writing: D.L.A., R.K.A. and S.S. Study Supervision: 
D.L.A. and C.-M.T.

Additional Information
Supplementary information accompanies this paper at http://www.nature.com/srep
Competing financial interests: D. Adams and CM. Tang are employees at Creatv Microtech, Inc. S. Stefansson 
is an employee of HeMemics Biotechnologies, Inc.
How to cite this article: Adams, D. L. et al. Multi-Phenotypic subtyping of circulating tumor cells using 
sequential fluorescent quenching and restaining. Sci. Rep. 6, 33488; doi: 10.1038/srep33488 (2016).

This work is licensed under a Creative Commons Attribution 4.0 International License. The images 
or other third party material in this article are included in the article’s Creative Commons license, 

unless indicated otherwise in the credit line; if the material is not included under the Creative Commons license, 
users will need to obtain permission from the license holder to reproduce the material. To view a copy of this 
license, visit http://creativecommons.org/licenses/by/4.0/
 
© The Author(s) 2016

http://www.nature.com/srep
http://creativecommons.org/licenses/by/4.0/

	Multi-Phenotypic subtyping of circulating tumor cells using sequential fluorescent quenching and restaining
	Introduction
	Results
	Model Cell Lines
	Patient Samples

	Conclusion
	Methods
	Online Methods
	Healthy and Patient Blood Samples
	CTC Staining Procedures Performed on CellSieve™ Filters
	Cell Lines
	Additional antibody panels
	Fluorescent Quenching (QUAS-R)
	Sequentially screening biomarkers in model cell lines


	Additional Information
	Acknowledgements
	References



 
    
       
          application/pdf
          
             
                Multi-Phenotypic subtyping of circulating tumor cells using sequential fluorescent quenching and restaining
            
         
          
             
                srep ,  (2016). doi:10.1038/srep33488
            
         
          
             
                Daniel L Adams
                R. Katherine Alpaugh
                Susan Tsai
                Cha-Mei Tang
                Steingrimur Stefansson
            
         
          doi:10.1038/srep33488
          
             
                Nature Publishing Group
            
         
          
             
                © 2016 Nature Publishing Group
            
         
      
       
          
      
       
          © 2016 The Author(s)
          10.1038/srep33488
          2045-2322
          
          Nature Publishing Group
          
             
                permissions@nature.com
            
         
          
             
                http://dx.doi.org/10.1038/srep33488
            
         
      
       
          
          
          
             
                doi:10.1038/srep33488
            
         
          
             
                srep ,  (2016). doi:10.1038/srep33488
            
         
          
          
      
       
       
          True
      
   




