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Apoptosis or programmed cell death is often
altered in malignancies and is frequently deter-
mined by the terminal transferase–mediated
nick end labeling technique (TUNEL). However,
commercially available protocols can produce
high background and false-positive staining,
which renders the distinction between apopto-
sis and necrosis difficult. In an attempt to de-
velop a rapid and reproducible method for de-
tecting and quantifying apoptosis, we coupled
optimization of the Apoptag Plus Peroxidase In
Situ Apoptosis Detection kit with quantitative
histomorphometric computer imaging software
using the Bacus Laboratories Incorporated Slide
Scanner (BLISS). Multiple (200–350) unique
40� images were scanned using the BLISS sys-
tem and downloaded into the WebSlide Browser
program, creating a permanent, scanned record
of the area assessed. The stored images were
counted, with the final analysis simultaneously
taking into account cells that were immunohis-
tochemically positive and the histology of the
surrounding cells to reduce the possibility of
false positive and negative staining. In addition,
cells with equivocal staining can be simulta-
neously reviewed by other technologists with
networked WebSlide Browser access to the same
images. Our data show that the advantages of-
fered by the BLISS imaging software greatly re-
duce the potential drawbacks of using the TUNEL
method as a sole means of quantification.
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Apoptosis is a physiologic form of cell death that
serves as one aspect of tissue growth and size reg-
ulation (1). The inhibition of apoptosis is believed
to play a role in carcinogenesis in one of two ways:
(1) it may allow for the unchecked accumulation of
genetic alterations (2, 3) and (2) it may lead to
unbalanced proliferation of tumor (4). As such, it
has become an area of intense interest in oncologic
research.
The morphologic criteria for identifying cells un-

dergoing apoptosis are well established and include
cytoplasmic condensation, loss of cell–cell contact,
and cell shrinkage. This is separate and distinct
from necrosis, an alternate form of cell death that
involves cell swelling and rupture with associated
surrounding tissue damage (5–7). Although cells
undergoing apoptosis can be identified using these
morphologic criteria on a standard hematoxylin
and eosin (H&E) slide, studies have shown that
using this method alone may underestimate the
rate of apoptosis by 2-fold to 3-fold (8). As a result,
there is increased interest in finding a reliable, re-
producible method for identifying and quantifying
apoptosis in whole tissue sections.
Apoptosis is most commonly identified in tissue

using terminal deoxynucleotidyl transferase–medi-
ated dUTP nick end labeling (TUNEL). TUNEL
works on the principle that DNA strand breaks oc-
cur during apoptosis. Terminal deoxynucleotidyl
transferase (Tdt) catalyzes the labeling of these
breaks with deoxyuridine triphosphates (dUTPs),
which are then detected by immunoperoxidase
techniques (8–10). Several kits are commercially
available for TUNEL detection. However, reports
have indicated incidences of high background and
false-positive staining, making interpretation diffi-
cult (6, 8, 9, 11).
This high rate of false-positive staining can po-

tentially arise from several factors. First, initial fix-
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ation of tissue sections that is too extensive, incom-
plete, or delayed can lead to nonspecific staining.
Second, the need for unmasking after formalin fix-
ation and paraffin embedding, i.e., through pro-
tease addition, can produce artificial strand breaks
that are unable to be immunohistochemically dif-
ferentiated from true apoptosis. Finally, necrosis
also results in DNA strand breaks and as such rep-
resents a target for Tdt–mediated dUTP labeling (1,
8, 11, 12). Although compensating for deficits in
initial tissue fixation in retrospective studies is
problematic, addressing the issue of overall optimi-
zation remains crucial if the role of apoptosis in
carcinogenesis is to be delineated. In addition,
many investigators have suggested that proper in-
terpretation of TUNEL results requires a second
confirmatory methodology (12–14).

Initially we compared two commercially avail-
able TUNEL kits to determine the ease of optimi-
zation and the reproducibility across serial tissue
sections. We then investigated two digital image
morphometry systems to see whether either could
yield reproducible, reliable values for the rate of
apoptosis while also incorporating multiple meth-
odologies and technical checks for quantifying ap-
optosis. The two methodologies evaluated were (1)
morphometric area analysis (MAA), in which the
apoptotic index is reported as a percentage of area
stained positive versus total area stained using the
Cell Analysis System (CAS 200, Bacus Laboratories,
Inc., Lombard, IL) and (2) morphometric cell count
(MCC) analysis, in which the apoptotic index is
reported as the total number of apoptotic cells ver-
sus the total number of cancer cells using the Bacus
Laboratories Incorporated Slide Scanner (BLISS,
Bacus Laboratories, Inc.). We evaluated both of
these methods for quantifying apoptosis as com-
pared with semiquantitative visual scoring of 1, 2,
or 3� to determine how precisely each technique
can discriminate between rates of apoptosis.

MATERIALS AND METHODS

Tissue Samples
Formalin-fixed, paraffin-embedded tissue blocks

were obtained and serial 4-�m sections were pro-
cessed for use in the TUNEL assays. Both tonsil and
colorectal adenocarcinoma tissues were used for
initial TUNEL optimization. Colorectal adenocarci-
noma tissue was used for subsequent development
of the quantification assays. The use of all samples
was approved by the institutional review board of
the Mayo Clinic.

TUNEL Optimization
Serial sections of tonsil tissue were cut from sev-

eral formalin-fixed, paraffin-embedded blocks.

Multiple sections were stained using the Apoptag
Plus Peroxidase In Situ Apoptosis Detection Kit (In-
tergen Company, Purchase, NY) or the In Situ Cell
Death Detection Kit, AP (Roche Diagnostics Corp,
Indianapolis, IN). Studies were done to evaluate the
effects of proteinase K, Tdt concentration, second-
ary substrate (anti-digoxigenin-peroxidase or anti-
fluorescein antibody AP conjugated) incubation
and counterstaining on overall reproducibility, sen-
sitivity, and interpretation of stain. For each kit,
proteinase K concentration was varied from 5–30
�g/mL (5, 10, 15, 20, 25, and 30 �g/mL) in phos-
phate buffered saline (PBS) and incubated from
5–20 minutes (5, 10, 15, and 20 minutes) at each
concentration. After optimizing the time and con-
centration for proteinase K (25 �g/mL for 20 min-
utes), samples were incubated at both room tem-
perature and 37° C to determine any other
substantive differences. Tdt concentration was var-
ied from the recommended dilution to half of that.
Anti-digoxigenin-peroxidase or anti-fluorescein an-
tibody AP secondary substrate (Apoptag Plus Per-
oxidase In Situ Apoptosis Detection Kit and In Situ
Cell Death Detection Kit, AP respectively) was in-
cubated at both room temperature and 37° C. Fi-
nally, because digital imaging systems delineate
positive and negative cells using the difference in
wavelength between chromogen and counterstain,
we tested the effects of diluted hematoxylin, fast
red, and methyl green counterstaining on overall
readability with the CAS 200 and BLISS.

To test for reproducibility and sensitivity under
optimal staining conditions, 10 serial sections of
tonsil tissue were cut from each of two blocks. Five
of each were then stained using both the Apoptag
Plus Peroxidase In Situ Apoptosis Detection kit (Ap-
optag) or the In Situ Cell Death Detection kit, AP
(ISCDD-AP). Similar studies were done on colorec-
tal adenocarcinoma sections to confirm reproduc-
ibility and sensitivity before development of quan-
tification techniques.

TUNEL Assay for Development of
Quantification Assay

Thirty-five colorectal adenocarcinomas were
stained in duplicate using the Apoptag kit previ-
ously optimized for formalin-fixed, paraffin-
embedded whole tissue sections. Formalin-fixed,
paraffin-embedded tissue slides were rehydrated
using xylene to alcohol washings, followed by a
hydrogen peroxide–methanol quench. The samples
were treated with 25 �g/mL of proteinase K at 37° C
for 20 minutes. After washing and incubation with
equilibration buffer for 5 minutes, Tdt was diluted
1:3.9 (14 �L of Tdt enzyme in 40 �L of reaction
buffer) and incubated on the slides for 1 hour at 37°
C. After applying stop solution for 15 minutes and
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washing, the samples were incubated with anti-
digoxigenin peroxidase conjugate at 37° C for 30
minutes. Slides were developed with a 1:20 dilution
of diaminobenzidine (3,3'-diaminobenzidine) sub-
strate, counterstained with methyl green, dehy-
drated, and coverslipped.

Morphometric Area Analysis
A board-certified cytotechnologist who had been

specially trained to perform digital image analysis
evaluated areas representing both normal and neo-
plastic tissue that were marked by a pathologist.
The CAS 200 image analyzer was used to determine
the amount of cellular area stained with 3,3'-
diaminobenzidine (positive for apoptosis) at a
wavelength of 620 nm and the amount of cellular
area counterstained with methyl green or hematox-
ylin (negative for apoptosis) at a wavelength of 500
nm within the same selected area. Values were
quantified using the Quantitative Proliferation In-
dex software (Bacus Laboratories, Inc.) Briefly, the
apoptotic rate was calculated as the quotient of
3,3'-diaminobenzidine–positive area over the total
area (3,3'-diaminobenzidine positive � methyl
green negative), times 100 (15).

Morphometric Cell Count
Between 200 and 350 40� histologic images, pre-

selected by a pathologist, were captured using the
BLISS system. These images were viewed with the
WebSlide Browser (Bacus Laboratories, Inc.) pro-
gram, and the digital images were automatically
stored for later retrieval on a computer screen. The
BLISS device scans and digitizes these bright-field
images as a series of nonoverlapping tiles. Conse-
quently, with this device, there is no risk of acci-
dentally skipping over areas of tumor or, con-
versely, of counting fields more than once.
Apoptotic bodies (3,3'-diaminobenzidine positive)
were counted across all of the captured 40� im-
ages. The total number of intact carcinoma cells
was established by counting these cells (counter-
stained in methyl green) in a random collection of
10% of the captured 40� images. This was then
extrapolated across the entire area scanned. The
apoptotic index was calculated by dividing the total
number of apoptotic bodies by the total number of
intact carcinoma cells and multiplying by 100.

RESULTS

Assay Optimization
Each variable (proteinase K, antibody incubation,

and counterstaining) was analyzed for both tonsil
and colorectal adenocarcinoma whole-tissue sec-
tions. Staining indicated that optimization of the
concentration, temperature, and duration of pro-
teinase K incubation was most crucial for both kits
to achieve high sensitivity. In addition, decreasing
the concentration of the Tdt enzyme and increasing
the incubation temperature of the anti-digoxigenin
in the Apoptag kit greatly enhanced its overall sen-
sitivity and specificity.

Despite optimization attempts with the ISCDD-AP
kit, overall reproducibility and sensitivity remained
low, as shown in Table 1. The Apoptag kit had good
reproducibility, as shown by the low standard devia-
tions. The Apoptag kit did show an affinity for staining
some intensely necrotic areas and attempts to opti-
mize this greatly reduced sensitivity. However, this
pattern of staining was easily discernible from truly
apoptotic staining as there was no “bleeding” of the
chromogen into these areas (Fig. 1A), as seen with
the ISCDD-AP kit (Fig. 1B). In addition, the sensitivity
toward fixation, as seen by patchy areas of intense,
nonspecific staining, seemed higher in the ISCDD-AP
kit, making retrospective studies more challenging.

The reliance of the CAS 200 on wavelengths fa-
vored the use of methyl green as a counterstain.
The reading of stains produced by the ISCDD-AP kit
was not possible with the CAS 200 because the
difference between the wavelengths for positive
and negative cells was minimal, making threshold-
ing between the two cell populations very difficult.
Similarly, given the rare event nature of apoptosis
and the range of 3,3'-diaminobenzidine intensities
as a cell progresses through apoptosis, diluted he-
matoxylin was difficult to consistently interpret
with both the BLISS and CAS 200. Because the
intent was to compare the use of MCC with that of
MAA, methyl green was used as the counterstain.

Quantification Methodology
As a measure of reproducibility, a comparison of

the standard deviation between the apoptotic index
of colorectal adenocarcinomas obtained using both
the MAA and the MCC analysis showed that over

TABLE 1. Reproducibility and Sensitivity

Area
Apoptag

Avg � SD
ISCDD-AP

Avg � SD
1 2 3 4 5 1 2 3 4 5

1A 0.72 0.74 0.72 0.71 0.72 0.722 � 0.011 0.4 0.25 0.16 0.46 0.41 0.336 � 0.126
1B 0.52 0.57 0.58 0.51 0.53 0.542 � 0.031 0.15 0.36 0.17 0.52 0.23 0.286 � 0.154
2A 0.32 0.37 0.4 0.38 0.45 0.384 � 0.047 0.48 0.28 0.17 0.5 0.27 0.340 � 0.144
2B 0.43 0.5 0.51 0.45 0.47 0.472 � 0.033 0.32 0.23 0.15 0.39 0.42 0.302 � 0.112
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60% of values obtained using the MCC method fell
within 0.2 standard deviations across duplicate
samples. This compares with less than 40% using
the MAA method. Less than 10% of values obtained
using the MCC method fell outside of the 0.5 stan-
dard deviation range versus 20% using the MAA
method. The average variation between duplicate
samples was 0.189 using the MCC method, versus
0.585 using the MAA method. This low standard
deviation using the MCC method remained the
same through subsequent samples (n � 146) (Fig.
2).

In addition, a comparison of the average percent-
age apoptosis found using the MCC method to an
overall visual scoring of the case yielded a correla-
tive trend (Fig. 3). The MAA method failed to yield
a similar positive correlation (Fig. 4). The only sta-
tistically significant difference using the MAA
method occurred between the 1 and 3 categories.

The MCC method, however, provided a statistically
significant difference across each visual rating (1 to
2, 2 to 3, and 1 to 3), indicating a stronger ability to
delineate percentage apoptosis.

DISCUSSION

Cell death has become an area of increasing in-
terest in oncologic research. There are two known
types of cell death, apoptosis and necrosis. Apopto-
sis is considered to be a highly conserved process
that occurs in response to internal physiologic dis-
turbances and allows for a more controlled single
cell deletion of aberrant cells. In contrast, necrosis
occurs in response to external stimuli and involves
a corresponding inflammatory response that leads
to the destruction of tissue adjacent to the necrotic
cell (5–7, 16).

Disruption of apoptosis has been implicated in
the unchecked accumulation of genetic alterations

FIGURE 1. Necrosis versus apoptosis. Staining of intensely necrotic areas (heavy arrow) using the Apoptag kit was distinct from that of true
apoptotic cells (thin arrows; A). In contrast, there was generalized, nonspecific staining with the ISCDD-AP kit (B).

FIGURE 2. Digital imaging (MCC/MAA) reproducibility. A
comparison of the standard deviation of the values obtained across
duplicate samples showed that MCC (n � 35) has better overall
reproducibility than MAA (n � 35). This low standard deviation was
maintained through subsequent sample analysis (n � 146).

FIGURE 3. MCC versus visual score. Values obtained using the MCC
method showed a correlative trend with a semiquantitative visual score.
Using the Wilcoxon rank sum test, a statistically significant difference
(P � .05) was seen between all visual scores.
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or proliferation of tumor cells, thus leading to
carcinogenesis (16, 17). Because it may follow an
identifiable pathway, modulation of apoptosis
has potential applications to chemotherapy and
chemoprevention for various cancers (5). How-
ever, quantification and subsequent evaluation of
this process remains problematic (6, 8, 9, 11).
Developing a reliable, reproducible means for

identifying and quantifying apoptotic cells remains
a crucial step in determining the overall signifi-
cance of this process in carcinogenesis.

Two methods frequently used for quantifying ap-
optosis are counting morphologically positive cells
on an H&E stain or evaluating the number of
TUNEL-positive cells per 1000–2000 cells (4, 9, 16).
Both methods appear to have drawbacks. Studies
have shown that without the use of immunohisto-
chemical markers to identify apoptotic cells, that is,
using standard H&E stains, apoptosis rates can be
underestimated (8, 16). Similarly, by only evaluat-
ing 1000–2000 cells to determine the apoptotic rate,
the total number of 40� areas considered may be
low and may not accurately reflect the amount of
apoptotic cells in the overall tissue section.

In this study, we evaluated two currently avail-
able means of quantification for reproducibility and
overall correlation to visual scoring. Although the
use of the CAS 200 for image analysis on other
immunohistochemical markers such as MIB-l is
well documented (18, 19), we found that it was less
useful in determining apoptotic rates in whole tis-
sue sections. In contrast, MCC analysis appears to
be an effective means for assessing percentage ap-
optosis for several reasons. First, the MCC method
showed both reproducibility across duplicate stains

FIGURE 5. Nuclear size change. The process of apoptosis changes the nuclear size of the cell. Therefore, depending on the stage of apoptosis, the
area that MAA assigns a cell varies (in this case by approximately one half), altering the calculated apoptotic rate. In contrast, MCC would count this
as two events.

FIGURE 4. MAA versus visual score. Values obtained using the MAA
method did not correlate with the semiquantitative visual score. Using
the Wilcoxon rank sum test, the only statistically significant difference
(P � .05) occurred between the visual score of 1� to 3�.
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and a positive correlation to an overall qualitative
score, whereas the MAA did not. This may be due to
the reliance of MAA on the measurement of nuclear
area, the alteration of which is one hallmark of
apoptosis. Conversely, MCC uses a cell count, an
actual measure of event occurrence, which is unaf-
fected by such changes (Fig. 5).

Second, the TUNEL assay used to identify apo-
ptotic cells for quantification has been subject to
some debate. Our research confirms that optimiza-
tion is an essential step toward improving the reli-
ability of TUNEL. Our laboratory found that the
greatest effects on overall optimization came from
the duration, concentration, and temperature of
the proteinase K unmasking step. In addition, the
adjustment of the concentration of Tdt enzyme and
temperature for the anti-digoxigenin peroxidase in
the Apoptag kit greatly decreased background and
increased differential staining between necrotic ar-
eas and truly apoptotic areas. We were unable to
achieve such results with the ISCDD-AP kit.

Even with optimization, TUNEL may not detect
early stages of apoptosis in which morphological
changes are still evident or may not adequately
differentiate necrotic cells. Because of these limita-
tions in identifying and quantifying apoptosis,
many have suggested that an alternate means of
evaluation be used in conjunction with TUNEL (6,
9, 12–14). We have shown that the coupling of MCC
with TUNEL allows for such dual evaluation. In
addition to being able to quickly read positive,
brown-stained cells off the scanned 40� images, we
were also able to evaluate the remaining cells for
morphologic changes indicative of apoptosis. MAA,
which relies solely on the color of the cell for des-
ignation of whether that cell is apoptotic, does not
allow for such complementary assessment.

Finally, 200 to 350 unique and distinct 40� im-
ages are scanned in and evaluated with MCC. This
allows for the assessment of a larger area of tissue
and therefore may yield a more representative ap-
optotic rate for the entire tissue section. It also
allows for the simultaneous assessment of ques-
tionable areas through networked access. In addi-
tion, MCC creates a permanent scanned electronic
record of the area evaluated. This allows for easy
reference back to cases and evaluation of identical
areas by multiple individuals.

TUNEL optimization of multiple variables is time
consuming and appears to be necessary for each
new study. For instance, we have found that reop-
timization is essential when dealing with small bi-
opsy specimens versus whole tissue sections. How-
ever, once optimal conditions have been set for a
given study, these do not appear to change, and
sections can be quickly stained. To ensure maxi-
mum accuracy, we also recommend doing samples
in duplicate if possible. MCC may be challenging at

times, but it does seem to provide an advantage
over traditional quantification methods. Therefore,
we feel that MCC analysis coupled with optimized
TUNEL provides a strong, reproducible means of
evaluating percentage apoptosis.
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