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A surface plasmon Resonance-
based assay to measure serum 
concentrations of therapeutic 
antibodies and anti-drug antibodies
Marten Beeg1, Alessandro Nobili1, Barbara orsini2, Francesca Rogai2, Daniela Gilardi3, 
Gionata Fiorino3,4, silvio Danese3,4, Mario salmona1, silvio Garattini1 & Marco Gobbi  1

therapeutic drug and immunogenicity monitoring (tDIM) is increasingly proposed to guide therapy 
with biologics, characterised by high inter-individual variability of their blood levels, to permit 
objective decisions for the management of non-responders and reduce unnecessary interventions with 
these expensive treatments. However, tDIM has not yet entered clinical practice partly because of 
uncertainties regarding the accuracy and precision of enzyme-linked immunosorbent assays (eLIsA). 
Here we report the characterisation of a novel surface plasmon resonance (spR)-based tDIM, applied to 
the measurement of serum concentrations of infliximab, an antibody against tumour necrosis factor α 
(anti-tNFα), and anti-infliximab antibodies. SPR has the obvious advantages of directly detecting and 
measuring serum antibodies in minutes, avoiding the long incubation/separation/washing/detection 
steps of the methods proposed so far, reducing complexity and variability. Moreover, drug and anti-
drug antibodies can be measured simultaneously. this new method was validated for sensitivity and 
reproducibility, and showed cost-effectiveness over commercial ELISA kits. This method may be applied 
to other biotherapeutics. these data pave the way for the development of spR-based point-of-care 
devices for rapid on-site analysis.

Therapeutic antibodies are one of the most innovative and fastest growing segments in the pharmaceutical indus-
try1, promoted by the continuous progress of molecular engineering technologies2. In comparison with conven-
tional small-molecule drugs, monoclonal antibodies (mAbs) offer higher affinity and specificity for the target, 
hence a better benefit/risk profile, and long half-life - with advantages for dosing frequency3,4. However, mAbs 
may induce immune responses5, whose clinical effects vary widely: the formation of anti-drug antibodies can 
affect both safety (induction of hypersensitivity responses of different entity) and efficacy (neutralising the thera-
peutic antibodies or increasing their clearance)6–8.

Therapeutic drug monitoring (TDM), i.e. the measurement of drug concentrations in body fluids, is consid-
ered an essential tool to support clinicians in optimising dosage regimens and is routinely employed for some 
small molecules with narrow therapeutic windows and/or marked pharmacokinetic variability. TDM is increas-
ingly proposed to guide the use of therapeutic antibodies, in view of the high inter-individual variability of their 
blood concentrations9–14. Parallel measurement of anti-drug antibodies (therapeutic drug and immunogenic-
ity monitoring - TDIM))15 can help with objective decisions for the management of primary and secondary 
non-responders, or to avoid/reduce unnecessary interventions with these expensive treatments. The potential 
of TDIM for improving patients’ outcomes and for reducing costs is mainly suggested by studies with infliximab 
(IFX)16,17, approved by the Food and Drug Administration (FDA) in 1998.

IFX is a chimeric monoclonal IgG antibody against tumour necrosis factor α (TNFα), used to treat many 
chronic inflammatory conditions such as rheumatoid arthritis, spondylarthritis, Crohn’s disease, ulcerative coli-
tis, psoriatic arthritis and psoriasis. More than 70% of patients experience primary or secondary loss of response 
(LOR)18–22 and in most instances treatment decisions after LOR are based on trial and error: higher doses of IFX 
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are used at first to try to recover a clinical response, which may be successful in some patients whereas others are 
uselessly exposed to an expensive drug with side effects. Patients who continue to have LOR are usually switched 
to a different anti-TNFα antibody, assuming the presence of antibodies towards IFX (ATI), or they are switched to 
another class of agents. ATI were observed in different studies with variable incidence rates11,23–26; this variability 
possibly reflects differences in bioanalytical methods and interpretation approaches15.

The potential of TDIM is supported by studies showing that IFX trough levels (IFX-TL, i.e. the blood levels 
just before the next dose) correlate with clinical response27–30, with threshold concentrations of 3–7 μg/mL10,13,31. 
Algorithms have been proposed in which, for example, a LOR due to low IFX-TL without ATI suggests raising 
the dose or shortening the dosing interval, whereas in cases of low TL due to ATI it may be preferable to switch 
to another anti-TNFα9,14,31. The detection of significant levels of TNFα-binding IFX (i.e. active IFX) is some-
times considered sufficient to avoid the determination of ATI, though it has been proposed that ATI can have a 
deleterious effect on clinical outcome even when IFX levels are adequate13, and that ATI levels can guide clin-
ical decision-making on intensifying treatment32. Clinical- and cost-effectiveness aspects of TDMI-based algo-
rithms in comparison with the trial and error approach have also been claimed, according to randomised clinical 
trials14,33.

Several techniques have been used to measure IFX and ATI concentrations in sera, including solid phase 
enzyme-linked immunosorbent assays (ELISA)23,24,27,34–38, radioimmunoassays (RIA)39–42 and homogeneous 
mobility shift assays (HMSA)10,13,43. ELISA is the most common technique, mainly because it is relatively sim-
ple; RIA requires 125I-labeled reagents and laboratories equipped to use radioactive materials; HMSA requires 
labelling reagents with a fluorescent dye, and size-exclusion high-performance liquid chromatography apparatus 
for the analysis. All these approaches require a long incubation to reach binding equilibrium between sera IFX/
ATI and detection targets, then washing, and steps for the detection of the bound complex, e.g. further incuba-
tion with secondary antibodies for ELISA. Multiple incubations and washing steps may affect the detection of 
low-affinity ATI44, and reduce the accuracy and precision of the measurements35.

The present study reports the characterisation and validation of surface plasmon resonance (SPR)-based 
assays to measure serum concentrations of IFX and ATI. SPR is widely used to study the interaction between two 
unlabelled molecules in real time, one immobilised on a sensor chip, the other flowing through a microfluidic 
system over the chip surface. SPR has significant advantages: TNFα and IFX are immobilised, as “capturing” 
molecules, on parallel surfaces of the same sensor chip, and the flow of patient’s sera on both of them results in 
immediate SPR signals, from which IFX and ATI concentrations are determined simultaneously, on the calibra-
tion curves.

We assessed the sensitivity and reproducibility of the SPR assays, as for the validation of any analytical method, 
and applied it to measure the TL of IFX and ATI in 15 patients treated for inflammatory bowel diseases (IBD), 
comparing the SPR results to those generated by a commercial ELISA kit.

Materials and Methods
Chemicals and reagents. Remicade® was from MSD Italia S.r.l. (Rome, Italy); CT-P13 (Inflectra) was 
from Hospira S.r.l. (Naples, Italy). 10x Dulbecco-PBS was obtained from Euroclone S.p.A. (Pero, Italy). MgCl2, 
ethylenediaminetetraacetate (EDTA) and Tween 20 were from Sigma-Aldrich (Milan, Italy). Water was pro-
vided in-house with a Milli-Q system (Millipore, Bedford, MA, USA). HCA-216 was purchased from Bio-Rad 
Laboratories (Segrate, Italy) and used as calibrator for ATI.

Control serum. Blood was taken from healthy volunteers and collected into VACUETTE® tubes with Serum 
Clot Activator (ref. 456018, Greiner bio-one), then centrifuged. Serum samples were pooled, aliquoted and stored 
at −80 °C.

Calibration curve and quality controls of IFX. Stock solutions of IFX (CT-P13 or Remicade, as indi-
cated) were prepared in water at 10 mg/mL. The concentration was checked by measuring the absorbance at 
280 nm using an extinction coefficient of 217440 M−1cm−1 45. The stock solutions were diluted in water to prepare 
the working solutions and then used for calibration curves and quality controls (QC). Stock and working solu-
tions were stored at −80 °C until use.

QC samples were generated by spiking aliquots of control serum with the appropriate amounts of IFX working 
solutions, to final concentrations of 0.5, 1, 3, 7 and 8 μg/mL. These QC samples were stored at −80 °C and assayed 
in different analytical sessions. For each analytical session an independent six-point calibration curve was gener-
ated with IFX in the range 0.5–8 μg/mL of serum.

Calibration curve and quality controls of AtI. The stock solution of commercial ATI (HCA-216, 0.5 mg/mL)  
was stored at −80 °C until use. QC samples of ATI were prepared at final concentrations of 5, 11, 22.5, 34 and 40 
μg/mL serum. These were stored at −80 °C and assayed in different analytical sessions. For each analytical session 
an independent six-point calibration curve was generated with ATI in the range 5–40 μg/mL serum.

patients. The study was approved by the Ethics Committees of the two participating hospitals (Humanitas 
Research Hospital Rozzano, Milan, Italy; and Careggi University Hospital, Florence, Italy). All patients pro-
vided informed consent. All procedures were in accordance with the ethical standards of the institutional and/
or national research committee and with the 1964 Helsinki declaration and its later amendments, or comparable 
ethical standards.

Blood was taken from 15 patients treated with CT-P13 (Remsima®, Celltrion; Inflectra®, Pfizer) just before 
the infusion of a maintenance dose of CT-P13. The serum was immediately obtained from blood and stored at 
−80° until analysis. The main characteristics of the patients are summarised in Table S1.
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spR assay. Figure 1 shows the main features of the proposed SPR-based assay. TNFα, IFX (Remicade or 
CT-P13, as indicated), and IgG (control) were immobilised using amine-coupling chemistry on the surface of 
a GLC sensor chip (BioRad), with a modified alginate-based polymer matrix bound to a gold surface. Briefly, 
the carboxyl groups on the matrix were activated with 0.04 mM sulfo-N-hydroxysuccinimide/0.3 mM 1-ethyl-3
-(3-dimethylaminopropyl)-carbodiimide (sulfo-NHS/EDC) according to the manufacturer’s directions to form 
N-hydroxysuccinimide esters. The ligands were diluted in acetate buffer (pH 5.0) to give 5 μg/mL TNFα and 30 μg/
mL IFX and IgG. These solutions were then flowed over the activated chip surface for 5 min at a rate of 30 μL/min, 
to ensure the spontaneous reaction of the ester with the primary amines on the protein to form covalent links. The 
remaining activated carboxyl groups were blocked with 1 M ethanolamine, pH 8.0. A reference “empty” surface 
was always prepared in parallel using the same immobilisation procedure but without the addition of a ligand.

After rotation of the fluidic system, analyte solutions were injected in parallel surfaces, so they flowed on all 
the immobilised ligands, creating a multi-spot interaction array (Fig. 1). Human sera containing IFX or ATI were 
subjected to acidic pre-treatment before injection. First, the samples were diluted 1:20 in 100 mM acetic acid pH 
3 and incubated for 15 min at room temperature. Then they were diluted 1:1.5 in 0.5 M phosphate buffer pH 7.4 
to a 30-fold overall dilution. The running buffer of the SPR instrument was 10 mM phosphate buffer containing 
150 mM NaCl and 0.005% Tween 20 (PBST pH 7.4). Analytes flowed over immobilised ligands for 3 min at a 
rate of 30 μL/min. Dissociation was measured in the following 7–11 minutes. All these assays were done at 25 °C.

The sensorgrams (time course of the SPR signal in RU (1000 RU = 1 ng/mm2)) were normalised to a base-
line of zero. The signals in the surfaces immobilising the ligands were corrected by subtracting the nonspecific 
response in the reference surface (“empty” surface for immobilised TNFα, and IgG for immobilised IFX). The 
kinetic parameters, dissociation rate constants (kon and koff) and the equilibrium dissociation constant (KD) were 
obtained from globally fitting (nonlinear regression) the Langmuir model, implemented in ProteOn analysis 
software, to entire sensorgrams (association and dissociation phases) obtained by injecting different analyte 
concentrations.

The calibration curves for the method validation and analysis comprised six-point calibrators in the range of 
0.25–8 μg/mL serum for IFX or 5–40 μg/mL serum for ATI. For each analytical session, two runs with calibrators 
were carried out, one at the beginning and one at the end of the session. Responses, expressed as the RU at the 
end of the dissociation phase, were plotted against the corresponding analyte concentration and the data were 
fitted using a weighted (1/x2) linear regression. All calibration curves analysed during method validation showed 
determination coefficients (r2) always over 0.99; the accuracy of the back-calculated concentrations was always 
within the acceptance limits (±15% of the nominal value).

Figure 1. General scheme of the SPR-based assay for simultaneous determination of IFX and ATI 
concentrations in serum. The SPR apparatus was the ProteOn XPR36 Protein Interaction Array system (Bio-
Rad), which has six flow channels which can immobilise up to six ligands on parallel strips of the same sensor 
surface (e.g. TNFα, IFX, suitable controls including IgG or an “empty” channel). The flow channels can be 
rotated 90° so that up to six analyte solutions can be flowed in parallel on all the immobilised ligands, creating 
a multi-spot interaction array (each spot indicated by *): for example, injection of six concentrations of the 
analyte standards gives interaction affinities or the calibration curves; and the injection of six serum samples can 
simultaneously evaluate their SPR-binding signals on TNFα, IFX and appropriate controls. The terms “ligands” 
and “analytes” are used throughout the manuscript as indicating the immobilised and the flowing interactants, 
respectively.
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The chip was regenerated by injecting a 3.3 M MgCl2 solution containing 5 mM EDTA.

eLIsA. For the ELISA assays we used the Lisa-Tracker Duo Infliximab (Theradiag) according to the manufac-
turer’s instructions.

Results
Method characterisation. The capturing ligands (TNFα or IFX) and IgG (as reference) were covalently 
immobilised on parallel lanes of the same sensor chip (Fig. 1); one lane was kept “empty”, i.e. without any immo-
bilised ligand, as an additional reference. Each lane included six interaction spots, to allow for the simultaneous 
examination of six different analytes flowed in the subsequent steps (Fig. 1). The amounts of TNFα, IFX and IgG 
immobilised on each interaction spot were about 1500, 6000 and 6500 RU, respectively. The variability (SD) on 
the six spots of the same lane was always <10% (Fig. 1).

The method was characterised by spiking IFX or commercial ATI in serum from healthy subjects, to clinically 
relevant concentrations. Before injection in the SPR apparatus, sera were diluted 1:30 in PBST to reduce the bulk 
effects (broken red line in Fig. S1a).

Fig. S1a,b shows representative raw sensorgrams obtained injecting the serum - with or without IFX or ATI - 
on immobilised ligands (TNFα or IFX) or reference surfaces. Apart from the serum-dependent bulk effect, com-
mon to all the combinations, the main signals detectable at the end of the dissociation phase were for IFX-spiked 
serum on immobilised TNFα (Fig. S1a) and ATI-spiked serum on immobilised IFX (Fig. S1b). The specific bind-
ing of IFX to TNFα could be precisely determined by subtracting the signal measured in parallel on the reference 
“empty” surface (Fig. S1c); similarly the specific binding of ATI to immobilised IFX was obtained by subtracting 
the signal measured in parallel on the surface coated with IgG (Fig. S1d).

Figure 2 shows representative sensorgrams of the specific binding signals with different concentrations of 
IFX (Fig. 2a) or ATI (Fig. 2b). Fitting these sensorgrams indicated very high affinities, with apparent KD in the 
low pM range, mainly due to very slow dissociation, suggesting avidity effects (one bivalent antibody binding to 
two immobilised molecules). No significant differences were observed on injecting serum spiked with Remicade 
or CT-P13 on TNFα, or injecting ATI-spiked serum over immobilised Remicade or CT-P13 (data not shown).

The very slow dissociation made it essential to identify a suitable “regeneration procedure”, capable of rapidly 
and completely removing the bound antibody without affecting the binding capacity of the immobilised ligand. 
We tested many different “regeneration solutions”46 (data not shown) and eventually determined that a MgCl2/
EDTA solution completely removed the analytes, without altering the binding properties of the sensor surface 
even after numerous cycles (Fig. S2).

Analytical performance. Repeated analysis reliably confirmed that specific SPR signals correlated linearly 
with the serum concentrations of spiked IFX (Fig. 2c) or ATI (Fig. 2d), with coefficient of determination (r2) of 
the linear regression always >0.99. The lower limits of quantification, defined as 10*SDblank (20 RU), were 0.20 μg/
mL for IFX and 2.5 μg/mL for ATI.

We then examined whether the method can measure − accurately and reproducibly − the concentrations of 
IFX and ATI in QC samples. Aliquots of these solutions were stored at −80 °C and assayed in different analytical 
sessions. IFX and ATI concentrations were calculated by reference to a calibration curve as in Fig. 2c,d, prepared 
ex-novo and independently from the QCs. Accuracy was determined by expressing the calculated concentration 
as a percentage of the nominal concentration and, according to EMA guidelines, has to be within 15% of the nom-
inal value for each concentration (±20% for the LLOQ as an exception). Precision, expressed by the CV (%), must 
not exceed 15% for all concentrations (20% for the LLOQ). Tables S2–5 show that the intra-day and inter-day 
accuracy and precision were within the required limits. These data also indicated that IFX and ATI are stable for 
up to one month, when stored at −80 °C in serum.

We also checked for matrix effects, spiking different concentrations of IFX or ATI in the serum from six dif-
ferent subjects. SPR indicated very low inter-subject variability (% CV was always less than 10%, data not shown), 
thus excluding appreciable matrix effects. It should also be considered that circulating TNFα concentrations (up 
to 100 pg/mL in pathological conditions) are much lower than the therapeutic concentrations of IFX (relevant 
TL > 100 ng/mL), excluding effects on the determination of the antibody concentration.

We then evaluated the cross-interference of IFX on the determination of ATI concentrations. This is a 
well-known limitation of ELISA that often prevents accurate measurement of ATI in the presence of IFX, 
although an acidic dissociation step was proposed to reduce this problem. In our SPR assay, which includes acidic 
pre-treatment, we did not find any interfering effect at the highest concentration of IFX (8 μg/mL undiluted 
serum) even at the lowest ATI concentration of 5 μg/mL undiluted serum (Fig. 3).

Analysis of serum of patients treated with IFX and comparison with eLIsA. We applied the SPR 
to analyse serum samples from 15 patients treated with IFX for inflammatory bowel disease (either Crohn’s dis-
ease or ulcerative colitis) (Table S1). Blood samples were taken just before a maintenance infusion, in order to 
measure the trough levels of IFX, and the presence of ATI. The results were compared with the results of analysing 
the same serum samples with the commercial LISATRACKER Duo Infliximab (Theradiag) according to the man-
ufacturer’s directions (Table 1). There was a very good correspondence between the serum IFX concentrations 
measured with ELISA and the SPR assay. The Pearson correlation coefficient, determined on the 10 sera with 
measurable IFX levels, was 0.9912 (p < 0.001).

Results were more complex for ATI. ELISA detected ATI in serum samples from five patients: two had very 
high levels, out of scale (≥4 µg Eq/mL serum) and three had 0.04–0.63 µg Eq/mL serum. All but one of these 
ATI-positive serum samples were ATI-positive with SPR as well; SPR also detected ATI in a serum considered 
ATI-negative by ELISA (patient #11).
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Despite the overall qualitative correspondence between the two assays, absolute concentrations differed by 
one or two orders of magnitude (Table 1); theoretically, the low ATI levels detected by ELISA in patients #10 
and #15 should have not been detectable by SPR (LLOQ 2.5 μg/mL serum). We can exclude that this was due to 

Figure 2. Linearity between specific SPR signal and serum concentrations of IFX (A) or ATI (B). Serum from 
healthy volunteers was spiked with IFX (CT-P13) or ATI to the indicated concentrations then diluted 30-fold 
before injection into the SPR instrument. (a) Representative sensorgrams obtained injecting simultaneously the 
six dilutions of IFX-spiked sera over immobilised TNFα, after subtraction of the SPR signals from the parallel 
empty surfaces (see Fig. 1) for the experimental design and Fig. S1 for raw data). (b) Representative sensorgrams 
obtained injecting simultaneously the six dilutions of ATI-spiked sera over immobilised IFX, after subtraction 
of the SPR signals from the parallel surfaces coated with IgG. (c) Linearity between IFX concentration and 
specific SPR signal (at the end of the dissociation phase). Points show the mean ± SD for six consecutive 
injections, each as in panel a. The mean r2 of the six straight lines is 0.997 ± 0.001; the equation obtained from 
the linear regression is: y = 69.01(±1.37) x + 8.36(±5.16). (d) Linearity between ATI concentration and specific 
SPR signal (at the end of the dissociation phase). Points show the mean ± SD for six consecutive injections, 
each as in panel b. The mean r2 of the six straight lines is 0.998 ± 0.002; the equation obtained from the linear 
regression is: y = 4.65(±0.07) x + 7.30(±1.34).

Figure 3. Effect of IFX on determination of ATI concentration. Aliquots of human serum from healthy 
volunteers were spiked with commercial ATI, to the final concentrations indicated, and with IFX (CT-P13, final 
concentration 8 μg/mL) or its vehicle. Serum aliquots were diluted 30-fold, subjected to acidic pretreatment, 
and injected over immobilised IFX and IgG (the latter for evaluation of non-specific binding). The points 
indicate the specific SPR signal due to the binding of flowing ATI to immobilised IFX.
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artefacts related to the different ATI used for the calibration curve since the SPR signals were superimposable by 
injecting similar concentrations of the two ATI (Fig. S3). However, the ATI used for the calibration curve had a 
much slower dissociation rate constant than the patient’s ATI (Fig. S4), and these constants served to estimate 
the amount of ATI dissociating from IFX during the second incubation step in the ELISA (Fig. S4). These data 
support the possibility that a patient’s ATI may significantly dissociate from IFX during this ELISA incubation 
step while the ATI used for the calibration does not. This results in a significant underestimation of the actual 
concentration of the former.

This problem has less impact in SPR studies, which monitor binding events in real time without long incuba-
tion steps. This quite likely explains why the SPR assay detected ATI in the serum of patient #11 which appeared 
ATI-negative with ELISA; this patient’s ATI had a fast dissociation rate constant, e.g. faster than that of patient 
#15 (Fig. S4). The possibility of monitoring and comparing the ATI’s dissociation rate constants is a further added 
value of the SPR assay.

ATI were only found in IFX-negative sera, with the notable exception of patient #11 (Table 1). We considered 
it unlikely that the lack of ATI in IFX-positive sera was just a technical artefact due to masking effects of IFX, since 
SPR studies were done after acidic pre-treatment, which proved highly effective in preliminary characterisation 
(Fig. 3).

Discussion
The proposed SPR-based approach gives reliable and convenient measurements of serum concentrations of IFX 
and ATI, supporting its application for TDIM. In comparison to ELISA and the other techniques proposed so 
far (RIA39, HMSA43, electrochemiluminescence assays47) SPR has obvious advantages in that it does not require 
labelled compounds and avoids long incubation/separation/detection steps, reducing the complexity and asso-
ciated variability. Some reports have already appeared where SPR was used to measure IFX48,49 or anti-drug 
antibodies50–52, but this is the first study addressing the simultaneous analysis of both. Most importantly, we 
demonstrate the advantages of SPR through rigorous characterisation and validation of the assay performances, 
to fulfil the requirements for reliable analysis of clinical samples. Similar method validation is often lacking for 
other techniques.

The highly efficient procedure for surface regeneration allows dozens of consecutive injections on the same 
chip, significantly reducing the cost of these analyses that become competitive with ELISA. A cycle of injection of 
serum samples and chip regeneration takes approximately 20 min, with simultaneous measurement of IFX and 
ATI.

Serum concentrations of free (active) IFX were determined from the specific SPR binding signal on immobi-
lised TNFα. The reliability of these values is based on the linearity of the calibration curve in a clinically relevant 
range (0.5–8 μg/mL undiluted serum) and on the high accuracy and precision of the method. No specific binding 
signal was observed with serum from healthy volunteers, indicating that soluble TNF receptors (sTNFR1 and 
sTNFR2) were not detectable under these experimental conditions. Although higher blood levels of sTNFRs have 

PT ID Centre Diagnosis
Months of 
IFX therapy

Dose regimen at 
sampling

Disease 
activity

Concomitant 
thiopurines

IFX (μg/mL undiluted serum) ATI (μg Eq/mL undiluted serum)§

SPR ELISA SPR ELISA

#1 ICH CD 29 2 = 5 mg/kg E4W Remission No 4.76 ± 0.03 3.89–4.55 <LLOQ <LLOQ

#2 ICH CD 21 5 mg/kg E8W Moderate No 7.70 ± 0.13 6.92–7.86 <LLOQ <LLOQ

#3 ICH CD 29 5 mg/kg E8W Remission No 3.03 ± 0.03 3.57–3.22 <LLOQ <LLOQ

#4 ICH UC 97 5 mg/kg E8W Remission No 2.31 ± 0.01 2.57–2.74 <LLOQ <LLOQ

#5 ICH CD 46 5 mg/kg E8W Remission No 2.63 ± 0.02 2.76-2.77 <LLOQ <LLOQ

#6 ICH CD 30 5 mg/kg E8W Mild No <LLOQ <LLOQ 37.57 ± 0.21 3.9-4.0*

#7 ICH CD 22 5 mg/kg E8W Remission No <LLOQ <LLOQ <LLOQ 0.04–0.07

#8 ICH UC 7 5 mg/kg E8W Remission Yes <LLOQ <LLOQ 6.64 ± 0.14 over

#9 ICH CD 30 5 mg/kg E8W Remission No 7.48 ± 0.02 6.61–7.90 <LLOQ <LLOQ

#10 ICH UC 3 5 mg/kg E8W Remission No <LLOQ <LLOQ 5.67 ± 0.10 0.57–0.63*

#11 ICH CD 7 5 mg/kg E8W Remission No 1.39 ± 0.05 1.52–1.69 2.54 ± 0.04 <LLOQ

#12 FI CD 4 5 mg/kg E8W Mild Yes 4.62 ± 0.10 4.84–5.32 <LLOQ <LLOQ

#13 FI CD 4 5 mg/kg E8W Remission No 4.09 ± 0.03 4.13–4.32 <LLOQ <LLOQ

#14 FI CD 5 5 mg/kg E8W Remission No 4.11 ± 0.04 3.98–4.35 <LLOQ <LLOQ

#15 FI UC 7 5 mg/kg E8W Remission No <LLOQ <LLOQ 3.60 ± 0.34 0.08-0.09

Table 1. Correlation between infliximab (IFX), anti-IFX antibodies (antibodies towards IFX, ATI) determined 
by SPR and ELISA in the serum of patients treated with IFX (trough levels, just before the next infusion) 
and clinical characteristics of the patient population during the study period. For SPR data, each value is the 
mean ± SD of three independent replications; the single values of the two replications are shown for ELISA. 
§ATI are expressed as μg Equivalents/mL, to highlight that the ATI used for the calibration curves are different 
from those produced by the patients. ICH: Humanitas Research Hospital (Rozzano, Milan, Italy); FI: Careggi 
University Hospital (Florence, Italy) Lower limits of quantifications (LLOQ) for SPR analysis were 0.2 μg/mL for 
IFX and 2.5 μg Eq/mL for ATI. LLOQ for ELISA was set at the lowest point of the calibration curve: 0.5 μg/mL 
for IFX and 0.025 μg Eq/mL for ATI. *Extrapolated, since the highest point of the calibration curve was 0.2 μg 
Eq/mL for ATI. “Over” indicates a value not measurable in the spectrophotometer.

https://doi.org/10.1038/s41598-018-37950-4


www.nature.com/scientificreports/

7Scientific RepoRts |          (2019) 9:2064  | https://doi.org/10.1038/s41598-018-37950-4

been found in patients with inflammatory bowel diseases or rheumatic autoimmune diseases53,54, the size of these 
increases (always less than two-fold) makes any important interaction with the assay unlikely. The trough IFX 
levels measured by SPR in 15 patients were superimposable with those given by a commercial ELISA, which also 
detects free IFX by its binding to immobilized TNFα.

Serum concentrations of ATI were determined from the specific SPR signal on immobilised IFX. The method 
was validated with control serum spiked with a commercial ATI, and showed high accuracy and precision; cali-
bration curves were linear in the range of 5–40 μg/mL undiluted serum with an estimated LLOQ of 2.5 μg/mL. 
These concentrations were markedly higher than those detectable with ELISA (25–200 ng/mL serum), and the 
difference can be explained by the need to dilute serum for SPR assay (30-fold vs 2-fold for ELISA) and the signal 
amplification intrinsic to ELISA. However, SPR detected ATI in all but one patient’s sera where ATI were detected 
by ELISA, even when the levels with ELISA should not have been sufficient for SPR detection. This apparent dis-
crepancy is due to an underestimation of ATI levels using ELISA because the ATI used for the calibration curve 
have a much higher affinity for IFX than the patient’s ATI - in particular a much slower dissociation rate constant. 
In fact, high-affinity ATI do not dissociate during the long incubation with the secondary antibody (after the 
unbound ATI have been washed away) whereas lower-affinity ATI may dissociate: thus a low concentration of the 
high-affinity ATI (the one used for the calibration curve) will produce the same ELISA signal as a high concentra-
tion of a low-affinity ATI (the patient’s ATI), resulting in significant underestimation of the concentration of the 
latter. This is consistent with previous data showing that the limit of detection of ELISA is inversely proportional 
to the affinity of the tested ATI50.

Underestimation of ATI values with the ELISA kit used here (Lisa-Tracker) was also reported in comparison 
with another home-made ELISA test35 and this might be due to the different ATI used for the calibration curves. 
A calibrator16 can only be used to compare the results from different laboratories, and cannot avoid errors in 
the quantification of a patient’s ATI if they have different binding properties. In general terms this is true for 
any analytical assay, but ELISA seems particularly sensitive because of its long incubation steps where binding 
dynamics markedly affect the final output, with underestimation of the real concentrations by up to 2–3 orders of 
magnitude (these and published50 data).

The possibility that ELISA may fail to detect low-affinity antibodies has already been indicated44. Since SPR 
measures the binding events in a much shorter time, its results can be expected to be much less affected. SPR 
detected ATI in a serum (patient #11) which appeared ATI-negative with ELISA, and showed that these ATI had the 
fastest dissociation rate from IFX. Interestingly, this was the only ATI-positive serum in which IFX was also detected.

Apart from this patient, and the quantitative differences between SPR and ELISA, mostly associated with 
ELISA’s intrinsic shortcomings, both methods detected ATI only in the five IFX-negative serum samples. We 
consider it unlikely that the lack of ATI in the other sera was just a technical artefact due to masking effects of 
IFX, since we verified that high concentrations of IFX had no effect on ATI detection, even with the lowest ATI 
concentration. The tolerance to SPR-based detection of ATI, after acidic pre-treatment (as in our conditions), has 
already been described51 and may be because only one arm of the ATI is free for detection. Moreover, the possibil-
ity of re-association between ATI and IFX, when physiological pH is re-established after the acidic pre-treatment, 
is more likely during the long incubation step of ELISA (at least one hour) than during the short SPR injection 
step (few minutes).

According to our TDIM analysis, four groups could be identified in the 15 patients: (i) eight patients (53%) 
were in remission and had IFX levels in the proposed therapeutic range (3–8 μg/mL)14 and no ATI; (ii) three 
patients (20%) were in remission although IFX levels were below the cut-off and ATI levels were measurable;these 
patients may thus benefit from stopping treatment, to avoid potential toxic effects; (iii) two patients (13%) with 
active disease had ATI and no measurable IFX; these patients may benefit from switching to a different anti-TNFα 
antibody. (iv) two patients (13%) had active disease despite adequate IFX levels and no ATI: these patients may 
benefit from switching to another class of agents.

Despite the very small number of patients, these data confirm wide inter-individual variability9–14, and 
strongly uphold the usefulness of TDIM. It is important to recall that high interindividual variability has been 
described for the reference IFX Remicade10,13,27,55, very similar to that seen with CT-P13 after switching56.

In summary, systematic characterisation and validation of a novel SPR-based analytical assay showed that it 
provides highly reliable measurements of serum concentrations of IFX and ATI, which are useful for TDIM. The 
specific features of SPR, mainly the possibility of directly detecting and measuring serum antibodies in a very 
short experimental time (a few minutes), offer further significant advantages over classic ELISA, particularly the 
more reliable measurement of low-affinity patient’s ATI. The assay allows for much faster analysis, partly also 
because of the simultaneous measurement of IFX and ATI from the same serum sample; it is possible to regen-
erate the sensor and run dozens of analytical sessions on the same chip, resulting in cost-effectiveness over com-
mercial ELISA kits. Similar SPR-based analytical assays can be tested and developed for other biotherapeutics. In 
addition, point-of-care devices based on SPR technology could be developed for very rapid on-site analysis48,57, 
boosting the flexibility of TDIM.

Data Availability
The datasets generated during and/or analysed during the current study are available from the corresponding 
author on reasonable request.

References
 1. Carter, P. J. & Lazar, G. A. Next generation antibody drugs: Pursuit of the ‘high-hanging fruit’. Nature Reviews Drug Discovery 17, 

197–223, https://doi.org/10.1038/nrd.2017.227 (2018).
 2. Liu, J. K. The history of monoclonal antibody development - Progress, remaining challenges and future innovations. Ann Med Surg 

(Lond) 3, 113–116, https://doi.org/10.1016/j.amsu.2014.09.001 (2014).

https://doi.org/10.1038/s41598-018-37950-4
https://doi.org/10.1038/nrd.2017.227
https://doi.org/10.1016/j.amsu.2014.09.001


www.nature.com/scientificreports/

8Scientific RepoRts |          (2019) 9:2064  | https://doi.org/10.1038/s41598-018-37950-4

 3. Lobo, E. D., Hansen, R. J. & Balthasar, J. P. Antibody pharmacokinetics and pharmacodynamics. Journal of pharmaceutical sciences 
93, 2645–2668, https://doi.org/10.1002/jps.20178 (2004).

 4. Liu, L. Pharmacokinetics of monoclonal antibodies and Fc-fusion proteins. Protein and Cell 9, 15–32, https://doi.org/10.1007/
s13238-017-0408-4 (2018).

 5. Garcês, S., Demengeot, J. & Benito-Garcia, E. The immunogenicity of anti-TNF therapy in immune-mediated inflammatory 
diseases: A systematic review of the literature with a meta-analysis. Annals of the Rheumatic Diseases 72, 1947–1955, https://doi.
org/10.1136/annrheumdis-2012-202220 (2013).

 6. Hansel, T. T., Kropshofer, H., Singer, T., Mitchell, J. A. & George, A. J. T. The safety and side effects of monoclonal antibodies. Nature 
Reviews Drug Discovery 9, 325–338, https://doi.org/10.1038/nrd3003 (2010).

 7. Chirmule, N., Jawa, V. & Meibohm, B. Immunogenicity to Therapeutic Proteins: Impact on PK/PD and Efficacy. The AAPS Journal 
14, 296–302, https://doi.org/10.1208/s12248-012-9340-y (2012).

 8. Rup, B. et al. Standardizing terms, definitions and concepts for describing and interpreting unwanted immunogenicity of 
biopharmaceuticals: Recommendations of the Innovative Medicines Initiative ABIRISK consortium. Clinical and Experimental 
Immunology 181, 385–400, https://doi.org/10.1111/cei.12652 (2015).

 9. Vermeire, S. & Gils, A. Value of drug level testing and antibody assays in optimising biological therapy. Frontline Gastroenterol 4, 
41–43, https://doi.org/10.1136/flgastro-2012-100241 (2013).

 10. Cornillie, F. et al. Postinduction serum infliximab trough level and decrease of C-reactive protein level are associated with durable 
sustained response to infliximab: a retrospective analysis of the ACCENT I trial. Gut 63, 1721–1727, https://doi.org/10.1136/
gutjnl-2012-304094 (2014).

 11. Ungar, B. et al. Optimizing Anti-TNF-α Therapy: Serum Levels of Infliximab and Adalimumab Are Associated With Mucosal 
Healing in Patients With Inflammatory Bowel Diseases. Clinical Gastroenterology and Hepatology 14, 550–557.e552, https://doi.
org/10.1016/j.cgh.2015.10.025 (2016).

 12. Kelly, O. B., Donnell, S. O., Stempak, J. M., Steinhart, A. H. & Silverberg, M. S. Therapeutic Drug Monitoring to Guide Infliximab 
Dose Adjustment is Associated with Better Endoscopic Outcomes than Clinical Decision Making Alone in Active Inflammatory 
Bowel Disease. Inflammatory Bowel Diseases 23, 1202–1209, https://doi.org/10.1097/MIB.0000000000001126 (2017).

 13. Vande Casteele, N. et al. The relationship between infliximab concentrations, antibodies to infliximab and disease activity in Crohn’s 
disease. Gut 64, 1539–1545, https://doi.org/10.1136/gutjnl-2014-307883 (2015).

 14. Vande Casteele, N. et al. Trough concentrations of infliximab guide dosing for patients with inflammatory bowel disease. 
Gastroenterology 148, 1320–1329 e1323, https://doi.org/10.1053/j.gastro.2015.02.031 (2015).

 15. Gunn, G. R. et al. From the bench to clinical practice: understanding the challenges and uncertainties in immunogenicity testing for 
biopharmaceuticals. Clinical and Experimental Immunology 184, 137–146, https://doi.org/10.1111/cei.12742 (2016).

 16. Dreesen, E., Bossuyt, P., Mulleman, D., Gils, A. & Pascual-Salcedo, D. Practical recommendations for the use of therapeutic drug 
monitoring of biopharmaceuticals in inflammatory diseases. Clin Pharmacol 9, 101–111, https://doi.org/10.2147/CPAA.S138414 
(2017).

 17. Moss, A. C., Brinks, V. & Carpenter, J. F. Review article: Immunogenicity of anti-TNF biologics in IBD - The role of patient, product 
and prescriber factors. Alimentary Pharmacology & Therapeutics 38, 1188–1197, https://doi.org/10.1111/apt.12507 (2013).

 18. Alten, R. & van den Bosch, F. Dose optimization of infliximab in patients with rheumatoid arthritis. Int J Rheum Dis 17, 5–18, 
https://doi.org/10.1111/1756-185X.12202 (2014).

 19. Yanai, H. & Hanauer, S. B. Assessing response and loss of response to biological therapies in IBD. Am J Gastroenterol 106, 685–698, 
https://doi.org/10.1038/ajg.2011.103 (2011).

 20. Ben-Horin, S. & Chowers, Y. Review article: loss of response to anti-TNF treatments in Crohn’s disease. Aliment Pharmacol Ther 33, 
987–995, https://doi.org/10.1111/j.1365-2036.2011.04612.x (2011).

 21. Nielsen, O. H., Seidelin, J. B., Munck, L. K. & Rogler, G. Use of biological molecules in the treatment of inflammatory bowel disease. 
J Intern Med 270, 15–28, https://doi.org/10.1111/j.1365-2796.2011.02344.x (2011).

 22. Gisbert, J. P. & Panes, J. Loss of response and requirement of infliximab dose intensification in Crohn’s disease: a review. Am J 
Gastroenterol 104, 760–767, https://doi.org/10.1038/ajg.2008.88 (2009).

 23. Baert, F. et al. Influence of immunogenicity on the long-term efficacy of infliximab in Crohn’s disease. N Engl J Med 348, 601–608, 
https://doi.org/10.1056/NEJMoa020888 (2003).

 24. Hanauer, S. B. et al. Incidence and importance of antibody responses to infliximab after maintenance or episodic treatment in 
Crohn’s disease. Clin Gastroenterol Hepatol 2, 542–553, https://doi.org/10.1016/S1542-3565(04)00238-1 (2004).

 25. Vande Casteele, N. et al. Antibody response to infliximab and its impact on pharmacokinetics can be transient. American Journal of 
Gastroenterology 108, 962–971, https://doi.org/10.1038/ajg.2013.12 (2013).

 26. Nanda, K. S., Cheifetz, A. S. & Moss, A. C. Impact of Antibodies to Infliximab on Clinical Outcomes and Serum Infliximab Levels 
in Patients With Inflammatory Bowel Disease (IBD): A Meta-Analysis. The American Journal of Gastroenterology 108, 40–47, 
https://doi.org/10.1038/ajg.2012.363 (2013).

 27. Maser, E. A., Villela, R., Silverberg, M. S. & Greenberg, G. R. Association of trough serum infliximab to clinical outcome after 
scheduled maintenance treatment for Crohn’s disease. Clin Gastroenterol Hepatol 4, 1248–1254, https://doi.org/10.1016/j.
cgh.2006.06.025 (2006).

 28. Seow, C. H. et al. Trough serum infliximab: a predictive factor of clinical outcome for infliximab treatment in acute ulcerative colitis. 
Gut 59, 49–54, https://doi.org/10.1136/gut.2009.183095 (2010).

 29. Imaeda, H. et al. Relationship between serum infliximab trough levels and endoscopic activities in patients with Crohn’s disease 
under scheduled maintenance treatment. J Gastroenterol 49, 674–682, https://doi.org/10.1007/s00535-013-0829-7 (2014).

 30. Rutgeerts, P., Vermeire, S. & Van Assche, G. Predicting the response to infliximab from trough serum levels. Gut 59, 7–8, https://doi.
org/10.1136/gut.2009.191411 (2010).

 31. Yanai, H. et al. Levels of Drug and Antidrug Antibodies Are Associated With Outcome of Interventions After Loss of Response to 
Infliximab or Adalimumab. Clin Gastroenterol Hepatol. https://doi.org/10.1016/j.cgh.2014.07.029 (2014).

 32. Dreesen, E. et al. Anti-infliximab antibody concentrations can guide treatment intensification in patients with Crohn’s disease who 
lose clinical response. Aliment Pharmacol Ther 47, 346–355, https://doi.org/10.1111/apt.14452 (2018).

 33. Steenholdt, C. et al. Individualised therapy is more cost-effective than dose intensification in patients with Crohn’s disease who lose 
response to anti-TNF treatment: a randomised, controlled trial. Gut 63, 919–927, https://doi.org/10.1136/gutjnl-2013-305279 
(2014).

 34. Ternant, D. et al. An enzyme-linked immunosorbent assay for therapeutic drug monitoring of infliximab. Ther Drug Monit 28, 
169–174, https://doi.org/10.1097/01.ftd.0000189901.08684.4b (2006).

 35. Vande Casteele, N. et al. Detection of infliximab levels and anti-infliximab antibodies: a comparison of three different assays. 
Aliment Pharmacol Ther 36, 765–771, https://doi.org/10.1111/apt.12030 (2012).

 36. Pariente, B. et al. Trough levels and antibodies to infliximab may not predict response to intensification of infliximab therapy in 
patients with inflammatory bowel disease. Inflamm Bowel Dis 18, 1199–1206, https://doi.org/10.1002/ibd.21839 (2012).

 37. Van Assche, G. et al. Switch to adalimumab in patients with Crohn’s disease controlled by maintenance infliximab: prospective 
randomised SWITCH trial. Gut 61, 229–234, https://doi.org/10.1136/gutjnl-2011-300755 (2012).

 38. Kopylov, U. et al. Clinical utility of antihuman lambda chain-based enzyme-linked immunosorbent assay (ELISA) versus double antigen 
ELISA for the detection of anti-infliximab antibodies. Inflamm Bowel Dis 18, 1628–1633, https://doi.org/10.1002/ibd.21919 (2012).

https://doi.org/10.1038/s41598-018-37950-4
https://doi.org/10.1002/jps.20178
https://doi.org/10.1007/s13238-017-0408-4
https://doi.org/10.1007/s13238-017-0408-4
https://doi.org/10.1136/annrheumdis-2012-202220
https://doi.org/10.1136/annrheumdis-2012-202220
https://doi.org/10.1038/nrd3003
https://doi.org/10.1208/s12248-012-9340-y
https://doi.org/10.1111/cei.12652
https://doi.org/10.1136/flgastro-2012-100241
https://doi.org/10.1136/gutjnl-2012-304094
https://doi.org/10.1136/gutjnl-2012-304094
https://doi.org/10.1016/j.cgh.2015.10.025
https://doi.org/10.1016/j.cgh.2015.10.025
https://doi.org/10.1097/MIB.0000000000001126
https://doi.org/10.1136/gutjnl-2014-307883
https://doi.org/10.1053/j.gastro.2015.02.031
https://doi.org/10.1111/cei.12742
https://doi.org/10.2147/CPAA.S138414
https://doi.org/10.1111/apt.12507
https://doi.org/10.1111/1756-185X.12202
https://doi.org/10.1038/ajg.2011.103
https://doi.org/10.1111/j.1365-2036.2011.04612.x
https://doi.org/10.1111/j.1365-2796.2011.02344.x
https://doi.org/10.1038/ajg.2008.88
https://doi.org/10.1056/NEJMoa020888
https://doi.org/10.1016/S1542-3565(04)00238-1
https://doi.org/10.1038/ajg.2013.12
https://doi.org/10.1038/ajg.2012.363
https://doi.org/10.1016/j.cgh.2006.06.025
https://doi.org/10.1016/j.cgh.2006.06.025
https://doi.org/10.1136/gut.2009.183095
https://doi.org/10.1007/s00535-013-0829-7
https://doi.org/10.1136/gut.2009.191411
https://doi.org/10.1136/gut.2009.191411
https://doi.org/10.1016/j.cgh.2014.07.029
https://doi.org/10.1111/apt.14452
https://doi.org/10.1136/gutjnl-2013-305279
https://doi.org/10.1097/01.ftd.0000189901.08684.4b
https://doi.org/10.1111/apt.12030
https://doi.org/10.1002/ibd.21839
https://doi.org/10.1136/gutjnl-2011-300755
https://doi.org/10.1002/ibd.21919


www.nature.com/scientificreports/

9Scientific RepoRts |          (2019) 9:2064  | https://doi.org/10.1038/s41598-018-37950-4

 39. Radstake, T. R. et al. Formation of antibodies against infliximab and adalimumab strongly correlates with functional drug levels and 
clinical responses in rheumatoid arthritis. Ann Rheum Dis 68, 1739–1745, https://doi.org/10.1136/ard.2008.092833 (2009).

 40. Steenholdt, C. et al. Comparison of techniques for monitoring infliximab and antibodies against infliximab in Crohn’s disease. Ther 
Drug Monit 35, 530–538, https://doi.org/10.1097/FTD.0b013e31828d23c3 (2013).

 41. Svenson, M., Geborek, P., Saxne, T. & Bendtzen, K. Monitoring patients treated with anti-TNF-alpha biopharmaceuticals: assessing 
serum infliximab and anti-infliximab antibodies. Rheumatology (Oxford) 46, 1828–1834, https://doi.org/10.1093/rheumatology/
kem261 (2007).

 42. Rispens, T. et al. Antibodies to constant domains of therapeutic monoclonal antibodies: anti-hinge antibodies in immunogenicity 
testing. J Immunol Methods 375, 93–99, https://doi.org/10.1016/j.jim.2011.09.011 (2012).

 43. Wang, S. L. et al. Development and validation of a homogeneous mobility shift assay for the measurement of infliximab and 
antibodies-to-infliximab levels in patient serum. J Immunol Methods 382, 177–188, https://doi.org/10.1016/j.jim.2012.06.002 
(2012).

 44. Wadhwa, M., Knezevic, I., Kang, H. N. & Thorpe, R. Immunogenicity assessment of biotherapeutic products: An overview of assays 
and their utility. Biologicals 43, 298–306, https://doi.org/10.1016/j.biologicals.2015.06.004 (2015).

 45. Miranda-Hernandez, M. P. et al. Theoretical approximations and experimental extinction coefficients of biopharmaceuticals. Anal 
Bioanal Chem 408, 1523–1530, https://doi.org/10.1007/s00216-015-9261-6 (2016).

 46. Andersson, K., Hamalainen, M. & Malmqvist, M. Identification and optimization of regeneration conditions for affinity-based 
biosensor assays. A multivariate cocktail approach. Anal Chem 71, 2475–2481, https://doi.org/10.1021/ac981271j (1999).

 47. Yoo, D. H. et al. A randomised, double-blind, parallel-group study to demonstrate equivalence in efficacy and safety of CT-P13 
compared with innovator infliximab when coadministered with methotrexate in patients with active rheumatoid arthritis: The 
PLANETRA study. Annals of the Rheumatic Diseases 72, 1613–1620, https://doi.org/10.1136/annrheumdis-2012-203090 (2013).

 48. Lu, J. et al. Fiber optic-SPR platform for fast and sensitive infliximab detection in serum of inflammatory bowel disease patients. 
Biosens Bioelectron 79, 173–179, https://doi.org/10.1016/j.bios.2015.11.087 (2016).

 49. Lu, J. et al. Immunoassay for Detection of Infliximab in Whole Blood Using a Fiber-Optic Surface Plasmon Resonance Biosensor. 
Anal Chem 89, 3664–3671, https://doi.org/10.1021/acs.analchem.6b05092 (2017).

 50. Lofgren, J. A. et al. Comparing ELISA and surface plasmon resonance for assessing clinical immunogenicity of panitumumab. J 
Immunol 178, 7467–7472, https://doi.org/10.4049/jimmunol.178.11.7467 (2007).

 51. Sickert, D. et al. Improvement of drug tolerance in immunogenicity testing by acid treatment on Biacore. J Immunol Methods 334, 
29–36, https://doi.org/10.1016/j.jim.2008.01.010 (2008).

 52. Real-Fernandez, F. et al. Surface plasmon resonance-based methodology for anti-adalimumab antibody identification and kinetic 
characterization. Anal Bioanal Chem 407, 7477–7485, https://doi.org/10.1007/s00216-015-8915-8 (2015).

 53. Schulz, M., Dotzlaw, H. & Neeck, G. Ankylosing spondylitis and rheumatoid arthritis: serum levels of TNF-alpha and Its soluble 
receptors during the course of therapy with etanercept and infliximab. Biomed Res Int 2014, 675108, https://doi.org/10.1155/2014/675108 
(2014).

 54. Owczarek, D., Cibor, D., Glowacki, M. K., Ciesla, A. & Mach, P. TNF-alpha and soluble forms of TNF receptors 1 and 2 in the serum of 
patients with Crohn’s disease and ulcerative colitis. Pol Arch Med Wewn 122, 616–623, https://doi.org/10.20452/pamw.1537 (2012).

 55. Roblin, X. et al. Combination of C-reactive protein, infliximab trough levels, and stable but not transient antibodies to infliximab are 
associated with loss of response to infliximab in inflammatory bowel disease. J Crohns Colitis 9, 525–531, https://doi.org/10.1093/
ecco-jcc/jjv061 (2015).

 56. Buer, L. C. et al. Switching from Remicade(R) to Remsima(R) is well Tolerated and Feasible: A Prospective, Open-label Study. J 
Crohns Colitis 11, 297–304, https://doi.org/10.1093/ecco-jcc/jjw166 (2017).

 57. Zhao, S. S. et al. Miniature multi-channel SPR instrument for methotrexate monitoring in clinical samples. Biosens Bioelectron 64, 
664–670, https://doi.org/10.1016/j.bios.2014.09.082 (2015).

Acknowledgements
We thank Carmen Correale and Simona Radice for collection and handling patient’s blood samples.

Author Contributions
M.B., A.N., M.S., S.G. and M.G. conception of the study; M.B. and M.G. experimental design; M.B. performed 
SPR and ELISA studies; M.B. and M.G. data analysis; B.O., F.R., D.G., G.F. and S.D. patient identification and 
characterisation, and collection of blood samples; M.B. and M.G. wrote the manuscript with assistance from all 
of the other authors.

Additional Information
Supplementary information accompanies this paper at https://doi.org/10.1038/s41598-018-37950-4.
Competing Interests: The authors declare no competing interests.
Publisher’s note: Springer Nature remains neutral with regard to jurisdictional claims in published maps and 
institutional affiliations.

Open Access This article is licensed under a Creative Commons Attribution 4.0 International 
License, which permits use, sharing, adaptation, distribution and reproduction in any medium or 

format, as long as you give appropriate credit to the original author(s) and the source, provide a link to the Cre-
ative Commons license, and indicate if changes were made. The images or other third party material in this 
article are included in the article’s Creative Commons license, unless indicated otherwise in a credit line to the 
material. If material is not included in the article’s Creative Commons license and your intended use is not per-
mitted by statutory regulation or exceeds the permitted use, you will need to obtain permission directly from the 
copyright holder. To view a copy of this license, visit http://creativecommons.org/licenses/by/4.0/.
 
© The Author(s) 2019

https://doi.org/10.1038/s41598-018-37950-4
https://doi.org/10.1136/ard.2008.092833
https://doi.org/10.1097/FTD.0b013e31828d23c3
https://doi.org/10.1093/rheumatology/kem261
https://doi.org/10.1093/rheumatology/kem261
https://doi.org/10.1016/j.jim.2011.09.011
https://doi.org/10.1016/j.jim.2012.06.002
https://doi.org/10.1016/j.biologicals.2015.06.004
https://doi.org/10.1007/s00216-015-9261-6
https://doi.org/10.1021/ac981271j
https://doi.org/10.1136/annrheumdis-2012-203090
https://doi.org/10.1016/j.bios.2015.11.087
https://doi.org/10.1021/acs.analchem.6b05092
https://doi.org/10.4049/jimmunol.178.11.7467
https://doi.org/10.1016/j.jim.2008.01.010
https://doi.org/10.1007/s00216-015-8915-8
https://doi.org/10.1155/2014/675108
https://doi.org/10.20452/pamw.1537
https://doi.org/10.1093/ecco-jcc/jjv061
https://doi.org/10.1093/ecco-jcc/jjv061
https://doi.org/10.1093/ecco-jcc/jjw166
https://doi.org/10.1016/j.bios.2014.09.082
https://doi.org/10.1038/s41598-018-37950-4
http://creativecommons.org/licenses/by/4.0/

	A Surface Plasmon Resonance-based assay to measure serum concentrations of therapeutic antibodies and anti-drug antibodies
	Materials and Methods
	Chemicals and reagents. 
	Control serum. 
	Calibration curve and quality controls of IFX. 
	Calibration curve and quality controls of ATI. 
	Patients. 
	SPR assay. 
	ELISA. 

	Results
	Method characterisation. 
	Analytical performance. 
	Analysis of serum of patients treated with IFX and comparison with ELISA. 

	Discussion
	Acknowledgements
	Figure 1 General scheme of the SPR-based assay for simultaneous determination of IFX and ATI concentrations in serum.
	Figure 2 Linearity between specific SPR signal and serum concentrations of IFX (A) or ATI (B).
	Figure 3 Effect of IFX on determination of ATI concentration.
	Table 1 Correlation between infliximab (IFX), anti-IFX antibodies (antibodies towards IFX, ATI) determined by SPR and ELISA in the serum of patients treated with IFX (trough levels, just before the next infusion) and clinical characteristics of the patien




