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The ability to rapidly and accurately evaluate bioactive compounds immobilized on porous particles 
is crucial in the discovery of drugs, diagnostic reagents, ligands, and catalysts. Existing options for 
solid phase screening of bioactive compounds, while highly effective and well established, can be cost-
prohibitive for proof-of-concept and early stage work, limiting its applicability and flexibility in new 
research areas. Here, we present a low-cost microfluidics-based platform enabling automated screening 
of small porous beads from solid-phase peptide libraries with high sensitivity and specificity, to identify 
leads with high binding affinity for a biological target. The integration of unbiased computer assisted 
image processing and analysis tools, provided the platform with the flexibility of sorting through beads 
with distinct fluorescence patterns. The customized design of the microfluidic device helped with 
handling beads with different diameters (~100–300 µm). As a microfluidic device, this portable novel 
platform can be integrated with a variety of analytical instruments to perform screening. In this study, 
the system utilizes fluorescence microscopy and unsupervised image analysis, and can operate at a 
sorting speed of up to 125 beads/hr (~3.5 times faster than a trained operator) providing >90% yield 
and >90% bead sorting accuracy. Notably, the device has proven successful in screening a model solid-
phase peptide library by showing the ability to select beads carrying peptides binding a target protein 
(human IgG).

The ability to rapidly identify small synthetic molecules capable of binding biological targets (e.g., single pro-
teins, viruses, cells) with high affinity and selectivity is key to the development of novel drugs, diagnostic rea-
gents, biosensing moieties, and ligands for the purification of biotherapeutics1–7. The introduction of solid-phase 
combinatorial libraries of synthetic compounds has resulted in an exponential growth of bioactive compounds. 
Peptides and peptide mimetics are among the most utilized class of molecules, owing to their innate affinity for 
biological targets8–10 and the rich variety of strategies and amino acid building blocks available for peptide syn-
thesis11–14. Bioinformatic tools have also emerged that guide the design of peptide libraries in terms of peptide 
length, structure, and amino acid composition, based on molecular-level information on the biomolecular target 
and putative binding sites on its surface15,16. Together with library design, the technology for library screening 
is crucial to identify peptide sequences with high binding affinity. With the growth of basic research utilizing 
protein-binding ligands and bioactive compounds, a number of high-throughput systems for the screening of 
combinatorial libraries have been developed and made commercially available. This instrumentation, however, is 
often cost-prohibitive to most academic groups17, and alternative cost-effective solutions are highly sought after.

Solid-phase peptide libraries comprise a large number (from thousands to millions) of small porous beads, 
wherein every bead carries multiple copies of a unique peptide sequence. Throughout the screening process, 
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beads are (i) incubated with a labeled target, often in presence of other impurities, (ii) sorted using a detector that 
recognizes beads that have captured the labeled target, and finally (iii) analyzed to identify the peptide sequence 
they carry5,6,18–20. Commercial beads feature a polydispersed distribution of sub-millimeter diameters, and cap-
ture an amount of labeled target that likely depends not only on the binding affinity of the peptide they carry, 
but also on their particle diameter (~100 µm-300 µm) and pore size distribution. This inherent variability makes 
library screening and selection of candidate beads extremely labor intensive and reliant on the operator’s abil-
ity and subjective visual inspection. To streamline solid-phase screening and ensure rigorous peptide selection, 
fluorescence-activated cell sorting (FACS) has been previously used for screening peptide libraries21. However, 
when using large beads as solid substrates (~100–300 µm), sorting using FACS is not feasible. Instruments that 
address the size incompatibility issue from FACS screening, such as the Union Biometrica COPAS Flow Pilot 
system for library screening, have been made commercially available18,19,22. Hintersteiner et al. also developed a 
confocal nanoscanning and bead picking (CONA) platform for high-throughput screening of one-bead one com-
pound libraries23–25. Their cost, accessibility, flexibility, and manufacturability, however, renders them prohibitive 
for academic research groups. Hintersteiner and coworkers cleverly sought to address this need with low-cost 
instrumentation for rapid picking from a monolayer of beads based on imaging by wide-field fluorescence 
microscopy17; this technology, however, does not allow for automated sorting and requires operator-directed 
selection of beads.

Microfluidic platforms have previously been used to sort particles, cells and droplets26–29. We therefore sought 
to develop a low-cost, accessible, and portable platform for inexpensive, automated sorting of library beads fea-
turing equipment that is either present in academic laboratories or can be inexpensively fabricated, and yet that 
provides rigorous selection of peptide ligands with high affinity and selectivity for biological targets (Fig. 1a–c). 
This system enables (1) simultaneous positive and negative selection by orthogonal labeling to isolate peptide 
binders with high affinity for a target and low-to-no binding for biological competitors, (2) rapid library screen-
ing with a rate of up to 100–150 beads per hour, (3) handling beads with different diameters (~100–300 µm), (4) 
ability to integrate library screening with external stimuli to select peptides that feature stimuli-controlled protein 
binding, and (5) identification of diverse targets of varying sizes by providing image-processing based spatial 
binding distribution analysis. Our platform is adaptable to different detection and sorting modes, providing the 
flexibility to screen for a variety of targets. To this end, our system comprises a microfluidic bead-sorting cham-
ber, a dual wavelength fluorescent microscope, and customized software for real-time bead monitoring, image 
processing, and sorting. The microfluidic bead-sorting chamber is manufactured by photo-lithography followed 
by soft-lithography30. The software, based on a MATLAB Graphical User Interface, enables rapid (<0.75 sec) 
acquisition of fluorescent bead images, followed by image-processing based analysis and sorting (to either the 
selection receptacle or to waste). Notably, the quantitative image analysis algorithm takes into account both 
intensity and radial distribution of fluorescence, which combined improves the sensitivity and specificity of the 
platform in selecting high-affinity peptides by reducing the risk of false positives and negatives. To ensure identi-
fication of peptides with high binding selectivity, the algorithm enables orthogonal dual-color sorting by selecting 
the beads that only capture the fluorescently-labeled target while excluding beads that carry competitor proteins 
labeled with a different color. Finally, the device can be operated in either bulk or single bead separation mode. 
In bulk separation mode all positive beads are directed to a common flask, whereas in single bead separation 
mode each positive bead is individually directed to a single well in a 96 well-plate. In this work, we validated the 
integrated bead-sorting device and code using a dual fluorescence library mimetic. This comprises a combination 

Figure 1. Microfluidic device for automated screening of bioactive compounds. (a) Schematic of experimental 
setup. (b) Photograph of the microfluidic platform. (c) Device schematic. Beads enter the device through the 
bead inlet and are trapped in the imaging zone by on-chip valves. Beads are then directed to positive or negative 
outlets depending on their fluorescence profile. (d) The width and length of imaging zone is 350 µm while the 
height is 400 µm. The PDMS membrane separating flow and valve channels is 140 µm. Scale bar is 1 cm.
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of ChemMatrix beads labeled either by covalent conjugation of fluorescent dyes (Texas Red and Fluorescein) or 
by adsorption of fluorescently-labeled, streptavidin-conjugated proteins of different molecular weight to biotiny-
lated beads resulting in either a homogeneous or halo-like radial color distribution, respectively. The fluorescence 
intensity and radial pattern observed in each class of beads were used as metric to inform sorting parameters. 
Beads with different fluorescence patterns (homogenous or halo-like) were analyzed to quantify the accuracy of 
bead-sorting protocol. Our results indicate that the device was capable of sorting beads with a detection yield and 
accuracy of ~92% and 94% respectively. It should be noted that the system performs all sorting and quantitative 
image analysis without any user supervision, thereby enabling a fully automated library screening process. It 
is worth mentioning that high sensitivity and specificity were achieved while microscopy was performed in a 
non-confocal setup demonstrating the robustness of algorithm in handling images with suboptimal quality. The 
flexibility of quantitative image analysis algorithm in handling images with various qualities, enables the set up to 
be used with different instruments. In this work, we designed and fabricated an automated, low-cost, accessible, 
and portable microfluidic platform capable of sorting targets with various fluorescence patterns with high preci-
sion and accuracy.

Results and Discussion
Peptides and peptide mimetics with high affinity and selectivity for biological targets will play a critical role 
in next generation medicinal chemistry, diagnostics, and downstream biomanufacturing technology2,3,31–34. 
Streamlining their identification requires affordable, automated devices capable of sorting solid-phase peptide 
library beads with accurate and rigorous orthogonal selection logics. To meet these needs, we have developed 
a low-cost accessible automated microfluidic platform to handle, capture, image, analyze, and sort beads based 
on fluorescence patterns that directly translate into the binding affinity of the peptides carried by the selected 
library beads. We applied this technology for the isolation of positive (i.e., protein binding) beads from a library 
mimetic consisting of a mixture of labeled ChemMatrix beads with different fluorescent color, intensity, and 
radial distribution.

Diverse fluorescence patterns for protein binding detection. In prior studies5,6,19,35, PEG-based 
ChemMatrix resin has been successfully utilized as a substrate for the synthesis and screening of solid-phase 
peptide libraries against target proteins for the selection of peptide ligands. In this context, however, the small 
pore diameter of ChemMatrix resin has been shown to limit protein diffusion through the bead, resulting in a 
protein-rich corona, or “halo” whose width decreases with the molecular weight of the protein18. When fluo-
rescently labeled targets are utilized, this translates in a halo-like fluorescence pattern; in theory, smaller pro-
teins produce a diffuse halo, while larger ones produced a narrow halo. To replicate this effect, a number of 
fluorescent bead classes were prepared, either by conjugating different amine-reactive fluorophores (i.e., Texas 
Red NHS and FITC) onto aminomethyl ChemMatrix beads or by adsorbing fluorescently labeled streptavi-
din or streptavidin-conjugated proteins of different molecular weight onto biotin-ChemMatrix beads (Fig. 2). 
Specifically, seven classes of beads were prepared, namely: Class 1, homogeneous only-red fluorescence, prepared 
by conjugating amine-reactive Texas Red to aminomethyl ChemMatrix beads; Class 2, homogeneous green-only 
fluorescence, prepared by reacting Fluorescein isothiocyanate (FITC) with aminomethyl ChemMatrix beads; 
Class 3, homogeneous dual red-green fluorescence, prepared using both Texas Red and Fluorescein; Class 4, broad 
halo only-red fluorescence, prepared by adsorbing red-Streptavidin (MW ~ 56 kDa) onto biotin-ChemMatrix 
beads; Class 5, medium halo only-red fluorescence, prepared by adsorbing Texas Red-labeled Streptavidin-BSA 
conjugates (MW ~ 118 kDa) onto biotin-ChemMatrix beads; Class 6, narrow halo only-red fluorescence, pre-
pared by adsorbing Texas Red-labeled Streptavidin-AD (MW ~ 202 kDa) conjugates onto biotin-ChemMatrix 
beads; and Class 7, broad halo only-green fluorescence, prepared by adsorbing green-Streptavidin (MW ~ 
56 kDa) onto biotin-ChemMatrix beads.

Figure 2. Various classes of beads with different fluorescence profiles. Beads in classes 1–3 exhibit 
homogeneous fluorescence patterns in green, red, and green/red. Class 4 and 7 were prepared by adsorbing red 
and green Streptavidin onto biotin beads producing broad halo pattern in red and green channel respectively. 
Classes 5–6 were prepared by adsorbing red-Streptavidin-BSA and red-Streptavidin-AD onto biotin beads 
producing medium and narrow halo pattern respectively. The scale bar is 200 µm. Contrast has been modified in 
the Unlabeled class image for visibility.
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Flexible automated detection, analysis, and sorting of beads. To enable automated bead selec-
tion and sorting, we developed customized algorithms to detect the presence of a bead, to extract image-based 
descriptive metrics required for classification, and to sort the bead according to the criteria provided by the 
operator into a positive line to the collection receptacle or a negative line to be discarded. Bead selection was 
based on (i) radial distribution of fluorescence, (ii) fluorescence intensity, and (iii) difference of color 1 vs. color 
2 intensities. Radial distribution of fluorescence depends on the diffusion of the target biomolecule through the 
bead, and thus on its hydrodynamic radius; “halo”-like radial distribution can be utilized as a criterion of choice 
when screening against large protein targets, so that beads showing a homogeneous fluorescence distribution are 
discarded as false positives. Fluorescence intensity correlates to the ability of the peptides carried by the bead to 
effectively capture the target biomolecule; thus, selection of beads carrying high intensity promotes the selection 
of peptides with high binding strength. Finally, the difference of intensities in two colors, is utilized for selection 
of ligands with high binding selectivity. Library selection is performed in “competitive conditions”, that is, by 
co-incubating the labeled target protein with a myriad of other protein impurities communally labeled orthog-
onally to the target (e.g., using fluorescence dyes with non-overlapping emission wavelengths); accordingly, the 
selection of beads carrying only the desired label ensures capture specificity. To demonstrate the full potential 
of our technology, we sorted the beads from the library mimetic according to various fluorescence patterns and 
intensities, showing that the device is capable of unsupervised bead sorting with high accuracy in response to 
criteria set by the user.

Screening the peptide library using the microfluidic platform comprises a series of tasks performed in a loop. 
Throughout the process, on/off-chip valves are utilized to trap single beads in the imaging zone and sort them 
as positive or negative based on the selection criteria. The first step involves loading an individual bead to the 
imaging zone (Fig. 3, Top left); in this step, the beads are withdrawn from the suspension and flown through the 
device, while keeping the loading and positive outlets valves closed, and the negative outlet and imaging valve 
open. Importantly, the valves used in this system are only closed partially, thus trapping beads while allowing fluid 
to flow through closed valves. As the fluid flows through the imaging zone, the algorithm is constantly acquiring 
and analyzing frames from the camera to detect the presence of a bead. Detecting a bead triggers the second step, 
where the imaging, loading and positive outlet valves are closed, and the bead is retained in the imaging zone 
(Fig. 3, Top middle). A second image is then acquired to ensure the presence of a bead in the imaging zone. This 
image is fed to an image processing algorithm that segments the bead and extracts various descriptive metrics. 
The system then determines whether the bead is positive by comparing these metrics with the thresholds input 

Figure 3. Screening process flowchart. Beads are flown through the device while the loading valve is closed 
and the imaging valve open. Once a bead is detected in the imaging zone, the imaging valve closes trapping the 
bead. If the bead is assessed to be negative, the loading valve will open up and allow the bead to flow through the 
negative outlet. If the bead is assessed to be positive, the negative outlet valve closes and the positive outlet valve 
opens while the loading valve opens and allows the bead to flow through the positive outlet.
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by the operator. If the bead is assessed as negative, the loading valve opens and allows the bead to be expelled 
through negative outlet, while flow through positive outlet is stopped by both on and off chip valves (Fig. 3, 
Top right). Off-chip pinch valves are used in both positive and negative outlets to ensure the flow is completely 
stopped. As mentioned earlier, collection of positive beads can be performed in two different modes, either by 
transferring individual beads to single wells in a 96 well plate or by collecting them in bulk in a common flask 
(Fig. 3, Bottom right and left). When operating in bulk collection mode, once a positive bead is detected, the 
negative outlet valves (on and off-chip) are closed while the positive outlet valves and the loading valve open, 
allowing the bead to flow toward the flask. The incoming fluid from the reservoir containing the bead suspension 
is sufficient to direct the bead to the collection flask. When operating in single bead collection mode, once a pos-
itive bead is detected, the system is programmed to pause the operation and ask the operator for permission to 
continue. As the positive outlet tube is placed in the designated well, upon receiving permission to continue by the 
operator, the system opens the positive outlets and the loading valves, allowing the bead to travel to the collection 
well with the flow provided by the flush stream. With this set up, were able to perform sorting at a speed of up to 
125 beads/hr (~3.5 times faster than a trained operator) (Supplemental Fig. 2).

Sorting and detection validation. Several tests were performed to evaluate the bead sorting accuracy and 
precision of the system using fluorescently labeled beads of Class 1–7. Library mimetics depicting different screening  
scenarios were prepared by mixing beads of one class, considered as positive, with a combination of beads from 
other classes. In every experiment, a different library mimetic was suspended in PBS at a density of ~2 beads/mL  
and maintained under gentle agitation to prevent aggregation. Beads were fed at a rate of ~2.5 beads/min.  
The beads conforming to the set selection criteria were sorted as positive, and subsequently analyzed to calculate 
the yield and accuracy of the sorting process, respectively defined as ratio of positive beads collected vs. positive 
beads fed and ratio of positive beads collected vs. total beads collected in the positive flask.

Sorting beads with homogenous fluorescence patterns. We first processed beads with uniform 
high-intensity fluorescence patterns in either a single (red-only or green-only) or dual (red and green) color 
(Fig. 2). In the first test, beads with uniform red-only fluorescence (Class 1) were used as the positive set, and 
mixed with untreated ChemMatrix beads and green-only fluorescent beads (Class 2) as negatives. We established 
the positive selection criterion based on the 90th percentile of the bead’s intensity in the red channel and the 90th 
percentile of the bead’s intensity in the green channel. Beads exhibiting values above 0.5 in normalized red chan-
nel 90th percentile and below 0.2 in normalized green channel 90th percentile were considered positive (Fig. 4a,b). 
These threshold values were established based on preliminary images acquired from each bead class and analyzed 
to identify distinctive features. Using these thresholds, we were able to retrieve 17 out of the 18 positive beads 
initially present in the reservoir flask (~95% yield); while all 17 beads were confirmed as positive, indicating 100% 
accuracy.

The second test aimed to sort beads with green-only homogeneous fluorescence (Class 2) from a mixture of 
Class 2, Class 1, and unlabeled beads. For this test, beads with normalized 90th percentile pixel intensity higher 
than 0.5 in the green channel and normalized 90th percentile pixel intensity lower than 0.2 in red channel were 
considered positive (Fig. 4c,d). Using these thresholds, we retrieved 53 out of 57 initial positive beads (~93% 
yield); all 53 beads were confirmed as positive (100% accuracy). The third test aimed to isolate beads carrying 
dual red-green fluorescence (Class 3) from a mixture of Class 3, Class 2, and unlabeled beads. Beads were con-
sidered positive when the 90th percentile of pixel intensity in the red and green channels was above 0.5 and 0.4, 
respectively (Fig. 4e,f). As a result, 48 positive beads and 1 false positive were retrieved out of 51 positive beads 
fed to the sorting device (~94% yield rate and ~98% accuracy).

Sorting beads with “halo”-like fluorescence pattern. We then sought to evaluate the capability of this 
platform to sort beads with more complex fluorescence patterns. The homogeneous fluorescence distribution ini-
tially utilized is representative of library screening against small protein targets, which can easily diffuse through 
the pores of the library beads and be captured by the ligands displayed throughout the entire radius of the bead. 
In contrast, prior work by the Camperi group18 on screening ChemMatrix-based peptide libraries indicates that, 
due to diffusion limitations, larger target proteins effectively penetrate only the outer corona of the beads. This 
translates into a “halo”-like fluorescence pattern, potentially accompanied by fluorescing spots randomly distrib-
uted throughout the bead (Fig. 2). Accordingly, additional tests were designed to assess the sorting of beads with 
beads with halo-like fluorescence pattern.

We first sought to separate Class 6 (narrow halo) beads from a mixture of Class 6, Class 4 (broad halo), Class 
7 (broad halo green-only), and unlabeled beads. To distinguish beads with subtler fluorescence patterns, a more 
complex set of parameters was defined. Specifically, to be accepted as positive, a bead ought to meet three criteria:

α α α> . − > < .0 15, 0, 90 0 1er er eg eg
th

α =
−M

M
90

eg
eg eg

th

eg

α =
−M

M
90

er
er er

th

er

https://doi.org/10.1038/s41598-019-42869-5


6Scientific RepoRts |          (2019) 9:7210  | https://doi.org/10.1038/s41598-019-42869-5

www.nature.com/scientificreportswww.nature.com/scientificreports/

=90 90 Percentile pixel intensity of entire bead in green channeleg
th th

=90 90 Percentile pixel intensity of entire bead in red channeler
th th

=M Maximum pixel intensity of entire bead in greeneg

=M Maximum pixel intensity of entire bead in reder

where αer and αeg measure the fluorescence homogeneity through the bead. Smaller αer and αeg numbers indicate 
homogenous distribution of fluorescence within the bead, whereas larger values of αer and αeg indicate a wider 
range between the maximum pixel value and the 90th percentile. These threshold values were chosen based on 
preliminary analyses conducted on images acquired from beads of Class 4, 5, 6, and 7.

As a result, 21 positive beads and 3 false positives were retrieved out of 24 positive beads fed to the sort-
ing device (~87.5% yield). Considering that 3 beads sorted as false positive, we obtained a ~87.5% accuracy 
(Fig. 5a,b). The presence of false positive and false negative beads is imputed to the variability inherent to 
protein-peptide binding. In some instances, beads of Class 6 did not exhibit a halo-like pattern, likely due to 
heterogeneous pore size distribution through the bead. False positives and false negatives can also occur if two 
beads enter the imaging zone together, a result of aggregation or simple proximity in the flow. When two or more 
beads of different classes enter the imaging zone, the algorithm inevitably sorts them as either positive or negative, 
correspondingly resulting in false positive or false negative sorting. However, our data suggests the error caused 
by these phenomena is only a minor occurrence.

As a final experiment, we aimed to sort Class 5 beads (medium halo red-only fluorescence) from a mixture 
of Class 5, Class 4 (broad halo red-only), Class 7 (broad halo green-only), and unlabeled beads. Similar to the 
previous test, three criteria were defined to identify positive beads with non-uniform patterns:

α α α> . − > < .0 15, 0, 90 0 1or or og eg
th

Figure 4. Detection and sorting of beads with homogeneous fluorescence patterns. (a,c,e) Dot plot of samples 
screened with the goal of sorting class 1,2, and 3 beads respectively. The values for decision hyperplanes (lines) 
were established based on preliminary data acquired for each class. The purple point in figure (c) occurred 
due to having class 1 and class 2 beads entering the imaging zone together. Both beads were sorted as negative. 
(b,d,f) Bar plots of the platform performance in sorting class 1, 2 and 3 beads respectively. “Positive added” 
is the known number of positive beads added to the flask. “Positive Retrieved” represents the true positives 
collected at the outlet. “False Positive” and “False Negative” are the beads sorted incorrectly.
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By applying these thresholds, we were able to retrieve 30 out of 33 positive beads fed to the sorting device 
(~91% yield), with 4 false positives and 2 false negatives (~88% accuracy) (Fig. 5c,d).

We performed a detailed statistical analysis aiming to find metrics that would enable sorting of beads from 
Classes 5 and 6, which exhibit comparable halo and non-uniform fluorescence patterns. Specifically, Class 5 beads 

Figure 5. Capability of platform in sorting halo fluorescence patterns. (a,c) The 3D plot of samples screened 
to sort class 6 and 5 beads respectively. The values for decision hyperplanes (surfaces) were established based 
on preliminary data acquired for each class. (b,d) The bar plot of the platform performance in sorting class 6 
and 5 beads respectively. “Positive Added” is the known number of positive beads added to the flask. “Positive 
Retrieved” represents the true positives collected at the outlet. “False Positive” and “False Negative” are the 
beads sorted incorrectly. (e) Unsupervised K-mean clustering of data extracted from images taken from class 5 
and 6 beads. ~30 beads from each class were imaged and processed. (f) The ground truth labels for points used 
in the unsupervised K-mean clustering. These labeled data were used to calculate the accuracy of unsupervised 
clustering of data points acquired from class 5 and 6 beads.
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are labeled with a red Streptavidin-Albumin conjugate and exhibit non-uniform fluorescence pattern through 
the bead’s core as well as a partial halo on the corona; Class 6 beads are labeled with a red Streptavidin-Alcohol 
Dehydrogenase conjugate and exhibit a strong fluorescent halo and low-to-no fluorescence in the bead’s core. 
Initially, 34 descriptive metrics were extracted from 61 images acquired from Class 5 and 6 beads, and a K-means 
clustering was performed using the two metrics that showed the largest difference between Class 5 and 6 beads, 
namely the normalized 99th percentile pixel in the red channel and the normalized 90th percentile pixel of 
non-bright segment of bead in the red channel (Fig. 5e,f). To extract these metrics, the bead was segmented 
in regions of high and low brightness. To detect regions of high brightness, a local first order statistic thresh-
old was used with decreased sensitivity toward the bright foreground (in comparison to that used for entire 
bead detection). Regions of low brightness were detected by subtracting the mask for bright segments from the 
mask of the whole bead. Based on results of the K-means clustering analysis, a hyperplane was specified to dif-
ferentiate between the Class 5 and 6 beads. The clusters obtained from unsupervised sorting were compared 
with the labeled data to assess the accuracy (Number of beads correctly classified/Total number of beads) of the 
K-means-based clustering. This comparison indicated that these groups can be discerned with a ~87% accuracy, 
which accounted for the non-homogeneities associated with fluorescence patterns emerging within the samples 
prepared. There were instances where distinguishing these two classes was not possible even by visual inspection 
performed by a trained operator.

Collectively, these tests demonstrated the flexible capabilities of this platform in detecting and sorting beads 
based in various fluorescence intensities and patterns. By discerning populations with either uniform or more 
complex fluorescence patterns, this system proved fit for automated, unbiased screening of peptide libraries 
against different protein targets for the identification of synthetic bioactive compounds.

Screening through a ChemMatrix-peptide library to sort “halo”-like fluorescence pattern.  
After demonstrating the ability of the proposed device to sort complex halo-type fluorescence patterns, we pro-
ceeded with the selection of protein-binding ligands from a library of combinatorial peptides under compet-
itive conditions (target protein mixed with protein impurities). In particular, we focused on the identification 
of immunoglobulin G (IgG)-binding ligands as a case study. Initially, a one-bead-one-component (OBOC) 
octameric peptide library X1X2X3X4X5X6X7X8-GSG was synthesized, wherein X1X2X3X4X5X6X7X8 represents 
the variable region and GSG is a glycine-serine-glycine spacer arm. The library was produced on solid phase 
(ChemMatrix resin) using an equal ratio of alanine, aspartatic acid, tyrosine, arginine, glycine, glutamate, his-
tidine, leucine, glutamine, and serine. The library was then spiked with ~5% in volume of ChemMatrix beads 
functionalized with the IgG-binding control peptide HWRGWV-GSG. This peptide ligand has been previously 
shown to selectively bind IgG in complex fluids, including human plasma and Chinese hamster ovary (CHO) cell 
culture fluids20,36,37. The procedures for the synthesis of the library and HWRGWV-GSG on ChemMatrix beads 
are detailed in the Supplemental Information. The HWRGWVGSG-spiked library was incubated with red-labeled 
IgG (tagged with Texas Red NHS ester) mixed with green-labeled CHO host cell proteins (HCPs, tagged with 
Alexa Fluor 488 NHS Ester) and sorted using the proposed device to identify beads with “high” IgG binding and 
“low” HCP-binding (red only beads). In this context, we aimed to sort and sequence beads displaying selective 
halo-patterned binding of IgG to verify that the platform is capable of extracting IgG-binding sequences, includ-
ing HWRGWVGSG. Nonetheless, positive sequences other than HWRGWVGSG were expected due to limited 
compositional bias in the combinatorial library. Prior to library screening, optimized hyperplanes for sorting 
positive beads were determined. In order to identify these hyperplanes, ~30–40 positive control beads were flown 
through the device and quantitative data was extracted. Based on the results acquired by running these beads 
through the device, the following thresholds were set for a bead to be considered positive: (i) αor − αog > 0, (ii) 
αor > 0.25, (iii) 90th percentile pixel intensity of entire bead in green channel <0.1, and (iv) 95th percentile pixel 
intensity of entire bead in red channel >0.08. Using the platform, we screened ~200 beads of this library and 
identified 12 beads as positive. To further verify the existence of fluorescence pattern of interest, the selected 
positive beads were imaged again individually in a single well. All 12 beads exhibited halo pattern in post-sorting 
microscopy, which is indicative of platform’s ability in identifying true positive. Finally, the peptides carried by 
the selected beads were sequenced by Edman degradation38 using a Shimadzu PPSQ 33A Protein Sequencer to 
verify the presence of the control sequence HWRGWV-GSG (Supplemental Figs 3 and 4). Prior to sequencing, 
the beads were treated at low pH (0.2 M acetate buffer, pH 3.5) and washed to remove all bound proteins. Finally, 
the peptides were sequenced directly from the collected beads. Nine of the 12 positive beads were sequenced, 
resulting in 2 beads carrying HWRGWVGSG.

Conclusions
Screening combinatorial peptide libraries using fluorescence-based readouts is a powerful approach for the iden-
tification of protein-binding peptides. With solid-phase libraries, in particular, which feature peptides conjugated 
on porous beads, fluorescence detection of the beads following capture of the labeled protein target is a successful 
approach for high-throughput screening of combinatorial solid-phase libraries18,19. Despite its success, manual 
screening is extremely labor-intensive and commercial devices for automated screening are likely unaffordable to 
academic labs. In this work, we developed a low-cost accessible platform for automated screening of solid-phase 
peptide libraries that integrates lab-scale microfluidics and microscopy with user-friendly software that enables 
unsupervised bead imaging and sorting. The device, which can process 100–150 beads per hour, was tested to 
evaluate yield and accuracy of automated bead sorting. This setup was successfully able to handle beads of various 
size (~100–300) and flexible enough to detect and sort beads with different fluorescence pattern. To this end, we 
utilized seven classes of beads featuring different patterns of fluorescence labeling that mimic the appearance of 
library beads screened against protein targets with different size. The average yield and accuracy of positive beads 
recovered by the device from mixtures of different classes was found to be 92% and 94% respectively. Particularly 
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encouraging was the recovery of beads with complex fluorescence patterns, which afforded ~88% yield and ~88% 
accuracy. Notably, the acquisition of the metrics needed to perform the bead sorting was unsupervised; specif-
ically, two bead patterns (i.e., non-homogeneous and halo-like) were produced using labeled proteins of dif-
ferent molecular weight, automatically acquired, and successfully utilized to recover positive beads from both 
classes. This demonstrates that the device provides a cost-efficient, accessible alternative for the automated sort-
ing of bead-based combinatorial libraries with high sensitivity and specificity. As a demonstrative case study, 
we employed the device for selecting IgG-binding peptides by screening a combinatorial library spiked with 
IgG-binding HWRGWV-ChemMatrix beads upon incubation with IgG spiked in a complex protein mixture 
(CHO cell culture fluid). We finally confirmed the presence of IgG-capturing beads by Edman sequencing of the 
positive beads. This platform achieved high accuracy and yield in sorting beads via incorporation of fluorescence 
microscopy. In addition, as a microfluidic platform, multiple devices and setups can be assembled in a relatively 
short period of time.

The proposed device platform can also be integrated with other analytical instruments as well as systems that 
enhance the decision-making algorithms. Additionally, image processing and pattern recognition can be carried 
out using machine-learning algorithms that would improve the accuracy of the decisions made during sorting 
over the currently utilized statistical algorithm. Integrating these supervised machine-learning algorithms would 
lead to detecting more subtle and complicated patterns occurring throughout screening a library of peptides. The 
throughput of this platform can also be improved by implementing parallel devices simultaneously or by increas-
ing the concentration of beads in the suspension flown through the device.

Methods
Device Fabrication. The microfluidic platform was fabricated by traditional photolithography followed by 
soft lithography. Negative photoresist SU-8 2150 was spun at 1460 rpm to achieve a feature height of 400 μm 
(Fig. 1d). Soft bake was carried out for 10 and 90 minutes at 65 °C and 95 °C, respectively. The wafer was then 
exposed to UV light for 14 seconds using a UV-KUB 3 mask aligner. The mold was then further baked at 65 °C 
and 95 °C for 5 and 30 minutes respectively to ensure complete cross-linking of exposed regions. Soft lithography 
was performed in two steps since on-chip valves require a more flexible material for proper operation. First, a 
thin PDMS layer at a 20:1 ratio of polymer to cross-linker was poured and cured for 20 minutes at 80 °C. A second 
thick PDMS layer at a 10:1 ratio of polymer to cross-linker was then poured on the mold and cured for 2 hours 
at 80 °C.

Preparation of fluorescently labeled beads. Beads were prepared to feature two different fluorescence 
profiles, namely homogeneous and “halo”-like distributions, as described by Marani et al.18. Beads with homoge-
neous fluorescence were prepared by labeling ChemMatrix aminomethyl beads with Texas Red NHS ester, fluo-
rescein isothiocyante (FITC), or both; to this end, 50 mg ChemMatrix dry resin was swollen in 1 ml 0.1 M sodium 
bicarbonate, pH 8.3, for 1 hour at room temperature and incubated with 50 µl of 2 mg/mL fluorescent dye solution 
in dimethyl sulfoxide (DMSO) in dark, for 1 hour at room temperature under gentle agitation. After incubation, 
the dye solution was removed and the beads were washed thoroughly with 0.1% Tween 20 in phosphate buffered 
saline (PBS), pH 7.4 (PBS-T) for storage and to remove unreacted fluorescent dye. Beads featuring halo-like 
beads were produced using proteins with a range of molecular weights. To this end, biotin was initially conjugated 
onto ChemMatrix aminomethyl beads by incubating the resin with a 1 mg/mL solution of biotin and 2 mg/mL  
1-Ethyl-3-(3-dimethylaminopropyl)carbodiimide (EDC) in 0.1 M MES, pH 4.6, to achieve a ratio of 1 mg bio-
tin:2 mg EDC:100 mg resin, for 2 hours under gentle agitation at room temperature. Meanwhile, high purity 
bovine serum albumin (BSA, 66 kDa) and alcohol dehydrogenase (AD, 150 kDa) were dissolved at 2 mg/ml in 
phosphate buffered saline and conjugated to streptavidin (53 kDa) using a LYNX Rapid Streptavidin conjugation 
kit. The streptavidin-conjugated proteins were then fluorescently labeled with Texas Red NHS ester. Briefly, 10 µL 
of streptavidin-conjugated protein was dissolved at 2 mg/ml in 0.1 M sodium bicarbonate, pH 8.3, and mixed 
with 1 µL of 10 mg/mL solution of Texas Red NHS dye in DMSO under gentle agitation for 1 hour, light-protected 
at room temperature. The unreacted dye was removed by diafiltration against PBS-T. For labeled protein-bead 
interactions, 20 µL of the labeled streptavidin and protein conjugates was incubated with 2–5 µl settled volume of 
biotinylated beads for at least 1 hour at 2–8 °C.

Experimental setup. In this study, beads are sorted based on their fluorescence intensity or pattern in both 
red and green channels. Simultaneous dual color fluorescence microscopy was performed using a LEICA DMi8 
inverted microscope connected to a Hamamatsu Orca-D2 camera equipped with two charge-coupled devices 
(CCDs) enabling simultaneous microscopy in wavelengths of interest. The ChemMatrix beads used in this study 
tend to aggregate in solution, leading to clogging of the microfluidic platform and sorting errors (false positives/
negatives). To prevent aggregation, beads were maintained in a diluted suspension in PBS buffer (150 beads per 
80 ml) and gently stirred on an orbital shaker throughout the duration of the sorting cycle. On-chip valves were 
filled and degassed with a 50% glycerol solution with a similar refractive index as PDMS, which improves image 
quality in the vicinity of the valves. A custom-built pressure box equipped with pressure regulators was used 
to drive fluid flow in the tubing and device. Valve operations was controlled by a custom-developed MATLAB 
Graphical User Interface (GUI).

Image processing. To automate the sorting process in an unbiased and quantitative manner, computer-vision 
algorithms were implemented to detect bead presence in the imaging zone and classify it as negative or positive 
based on the criteria provided by the operator. Bead detection was carried out by a custom developed MATLAB 
algorithm that identifies the presence of beads in the channel independently of bead size or fluorescence intensity. 
As shown in Supplemental Fig. 1, bead detection begins by converting the raw grayscale image to a binarized image 
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using a local first order statistic threshold. The background noise detected in the binarized image is eliminated by 
removing objects smaller than 100 pixels. The image is then dilated and filled to re-construct the bead structure. To 
further refine the mask, the image is opened, eroded, and dilated to smooth the bead shape. We integrated this algo-
rithm with the live image acquisition setup where the presence of each incoming bead was detected. Once the bead 
is detected and isolated in the imaging zone, a second image processing algorithm extracts the image intensity profile 
using the mask previously generated. Various metrics such as mean intensity, max intensity, intensity Nth-percentile, 
and different combinations of these metrics are extracted. The values extracted using this algorithm are normalized 
by converting the 12-bit pixel value range from 0 (black)-4095(white) to 0 (black)-1 (white). Positive beads are 
detected and isolated based on the values of these metrics. In this study, more than 20 metrics were extracted for 
each bead. Depending on the pattern of interest, a combination of two or three metrics is used as criteria for the 
identification and sorting of positive beads.

Data Availability
All images are available upon request.

References
 1. Gallop, M. A., Barrett, R. W., Dower, W. J., Fodor, S. P. A. & Gordon, E. M. Applications of combinatorial technologies to drug 

discovery. 1. Background and peptide combinatorial libraries. J. Med. Chem. 37, 1233–1251 (1994).
 2. Houghten, R. A. et al. Generation and use of synthetic peptide combinatorial libraries for basic research and drug discovery. Nature 

354, 84 (1991).
 3. Zorzi, A., Deyle, K. & Heinis, C. Cyclic peptide therapeutics: past, present and future. Curr. Opin. Chem. Biol. 38, 24–29 (2017).
 4. Khan, K. H. et al. IgY-binding peptide screened from a random peptide library as a ligand for IgY purification. J. Pept. Sci. 23, 

790–797 (2017).
 5. Menegatti, S. et al. Reversible cyclic peptide libraries for the discovery of affinity ligands. Anal. Chem. 85, 9229–9237 (2013).
 6. Kish, W. S. et al. Design, selection, and development of cyclic peptide ligands for human erythropoietin. J. Chromatogr. A 1500, 

105–120 (2017).
 7. Huang, P. Y. & Carbonell, R. G. Affinity chromatographic screening of soluble combinatorial peptide libraries. Biotechnol. Bioeng. 

63, 633–641 (1999).
 8. Vanhee, P. et al. Computational design of peptide ligands. Trends Biotechnol. 29, 231–239 (2011).
 9. London, N., Raveh, B. & Schueler-Furman, O. Peptide docking and structure-based characterization of peptide binding: From 

knowledge to know-how. Curr. Opin. Struct. Biol. 23, 894–902 (2013).
 10. London, N., Movshovitz-Attias, D. & Schueler-Furman, O. The Structural Basis of Peptide-Protein Binding Strategies. Structure 18, 

188–199 (2010).
 11. Das, A. A., Sharma, O. P., Kumar, M. S., Krishna, R. & Mathur, P. P. PepBind: a comprehensive database and computational tool for 

analysis of protein–peptide interactions. Genomics. Proteomics Bioinformatics 11, 241–246 (2013).
 12. Vanhee, P. et al. Protein-Peptide Interactions Adopt the Same Structural Motifs as Monomeric Protein Folds. Structure 17, 

1128–1136 (2009).
 13. Link, A. J., Mock, M. L. & Tirrell, D. A. Non-canonical amino acids in protein engineering. Curr. Opin. Biotechnol. 14, 603–609 

(2003).
 14. Babaev, E. V. & Ermolat’ev, D. S. Basic techniques of working on a solid phase: From ABC of the peptide synthesis to libraries of 

non-natural amino acids. Russ. J. Gen. Chem. 80, 2572–2589 (2010).
 15. Viart, B. et al. EPI-peptide designer: A tool for designing peptide ligand libraries based on epitope-paratope interactions. 

Bioinformatics 32, 1462–1470 (2016).
 16. Shameer, K., Madan, L. L., Veeranna, S., Gopal, B. & Sowdhamini, R. PeptideMine - A webserver for the design of peptides for 

protein-peptide binding studies derived from protein-protein interactomes. BMC Bioinformatics 11 (2010).
 17. Heusermann, W. et al. A Wide-Field Fluorescence Microscope Extension for Ultrafast Screening of One-Bead One-Compound 

Libraries Using a Spectral Image Subtraction Approach. ACS Comb Sci 18, 209–219 (2016).
 18. Marani, M. M. et al. Screening of one-bead-one-peptide combinatorial library using red fluorescent dyes. Presence of positive and 

false positive beads. J. Comb. Chem. 11, 146–150 (2008).
 19. Martínez-ceron, M. C. et al. Two-stage screening of combinatorial peptide libraries. Application to bovine serum albumin ligand 

selection. Rev. CENIC Ciencias Biol. 46, 77–86 (2015).
 20. Naik, A. D., Menegatti, S., Gurgel, P. V. & Carbonell, R. G. Performance of hexamer peptide ligands for affinity purification of 

immunoglobulin G from commercial cell culture media. J. Chromatogr. A 1218, 1691–700 (2011).
 21. Needels, M. C. et al. Generation and screening of an oligonucleotide-encoded synthetic peptide library. Proc. Natl. Acad. Sci. 90, 

j10700 LP-10704 (1993).
 22. Cha, J. et al. Process automation toward ultra-high-throughput screening of combinatorial one-bead-one-compound (OBOC) 

peptide libraries. J. Lab. Autom. 17, 186–200 (2012).
 23. Hintersteiner, M. et al. Confocal Nanoscanning, Bead Picking (CONA): PickoScreen Microscopes for Automated and Quantitative 

Screening of One-Bead One-Compound Libraries. J Comb Chem 11, 886–894 (2009).
 24. Hintersteiner, M. et al. Single Bead Labeling Method for Combining Confocal Fluorescence On-Bead Screening and Solution 

Validation of Tagged One-Bead One-Compound Libraries. Chem. Biol. 16, 724–735 (2009).
 25. Hintersteiner, M. et al. Identification of a Small Molecule Inhibitor of Importin β Mediated Nuclear Import by Confocal On-Bead 

Screening of Tagged One-Bead One-Compound Libraries. ACS Chem. Biol. 5, 967–979 (2010).
 26. Wei, H. et al. Particle sorting using a porous membrane in a microfluidic device. Lab Chip 11, 238–245 (2011).
 27. Baret, J.-C. et al. Fluorescence-activated droplet sorting (FADS): efficient microfluidic cell sorting based on enzymatic activity. Lab 

Chip 9, 1850–1858 (2009).
 28. Sajeesh, P. & Sen, A. K. Particle separation and sorting in microfluidic devices: a review. Microfluid. Nanofluidics 17, 1–52 (2014).
 29. Shields, C. W. IV., Reyes, C. D. & López, G. P. Microfluidic cell sorting: a review of the advances in the separation of cells from 

debulking to rare cell isolation. Lab Chip 15, 1230–1249 (2015).
 30. Duffy, D. C., McDonald, J. C., Schueller, O. J. A. & Whitesides, G. M. Rapid prototyping of microfluidic systems in poly(dimethylsiloxane). 

Anal. Chem. 70, 4974–4984 (1998).
 31. Low, D., O’Leary, R. & Pujar, N. S. Future of antibody purification. J. Chromatogr. B 848, 48–63 (2007).
 32. Lee, M. F. X., Chan, E. S. & Tey, B. T. Negative chromatography: Progress, applications and future perspectives. Process Biochem. 49, 

1005–1011 (2014).
 33. Mcguire, M. J., Samli, K. N., Chang, Y. & Brown, K. C. Novel ligands for cancer diagnosis: Selection of peptide ligands for 

identification and isolation of B-cell lymphomas. Exp Hematol 34, 443–452 (2006).
 34. Veleva, A. N. et al. Efficient in vivo selection of a novel tumor-associated peptide from a phage display library. Molecules 16, 900–914 

(2011).

https://doi.org/10.1038/s41598-019-42869-5


1 1Scientific RepoRts |          (2019) 9:7210  | https://doi.org/10.1038/s41598-019-42869-5

www.nature.com/scientificreportswww.nature.com/scientificreports/

 35. García‐Ramos, Y., Paradís‐Bas, M., Tulla‐Puche, J. & Albericio, F. ChemMatrix® for complex peptides and combinatorial chemistry. 
J. Pept. Sci. 16, 675–678 (2010).

 36. Menegatti, S., Naik, A. D., Gurgel, P. V. & Carbonell, R. G. Alkaline-stable peptide ligand affinity adsorbents for the purification of 
biomolecules. J. Chromatogr. A 1245, 55–64 (2012).

 37. Yang, H., Gurgel, P. V. & Carbonell, R. G. Purification of human immunoglobulin G via Fc-specific small peptide ligand affinity 
chromatography. J. Chromatogr. A 1216, 910–918 (2009).

 38. Edman, P. Method for Determination of the Amino Acid Sequence in Peptides. Acta Chem. Scand. 4, 283–293 (1950).

Acknowledgements
This work was funded by the National Science Foundation (NSF), award numbers 1653590 and 1743404, and the 
National Institutes of Health (NIH) award number R00AG046911.

Author Contributions
S.S. and M.O. conceived and conducted experiments and analyzed the results. R.P., K.D., and A.L. conducted 
experiments. S.S., A.S.M., A.L. and S.M. wrote the manuscript. A.S.M. and S.M. defined and guided the project.

Additional Information
Supplementary information accompanies this paper at https://doi.org/10.1038/s41598-019-42869-5.
Competing Interests: The authors declare no competing interests.
Publisher’s note: Springer Nature remains neutral with regard to jurisdictional claims in published maps and 
institutional affiliations.

Open Access This article is licensed under a Creative Commons Attribution 4.0 International 
License, which permits use, sharing, adaptation, distribution and reproduction in any medium or 

format, as long as you give appropriate credit to the original author(s) and the source, provide a link to the Cre-
ative Commons license, and indicate if changes were made. The images or other third party material in this 
article are included in the article’s Creative Commons license, unless indicated otherwise in a credit line to the 
material. If material is not included in the article’s Creative Commons license and your intended use is not per-
mitted by statutory regulation or exceeds the permitted use, you will need to obtain permission directly from the 
copyright holder. To view a copy of this license, visit http://creativecommons.org/licenses/by/4.0/.
 
© The Author(s) 2019

https://doi.org/10.1038/s41598-019-42869-5
https://doi.org/10.1038/s41598-019-42869-5
http://creativecommons.org/licenses/by/4.0/

	Affordable Microfluidic Bead-Sorting Platform for Automated Selection of Porous Particles Functionalized with Bioactive Com ...
	Results and Discussion
	Diverse fluorescence patterns for protein binding detection. 
	Flexible automated detection, analysis, and sorting of beads. 
	Sorting and detection validation. 
	Sorting beads with homogenous fluorescence patterns. 
	Sorting beads with “halo”-like fluorescence pattern. 
	Screening through a ChemMatrix-peptide library to sort “halo”-like fluorescence pattern. 

	Conclusions
	Methods
	Device Fabrication. 
	Preparation of fluorescently labeled beads. 
	Experimental setup. 
	Image processing. 

	Acknowledgements
	Figure 1 Microfluidic device for automated screening of bioactive compounds.
	Figure 2 Various classes of beads with different fluorescence profiles.
	Figure 3 Screening process flowchart.
	Figure 4 Detection and sorting of beads with homogeneous fluorescence patterns.
	Figure 5 Capability of platform in sorting halo fluorescence patterns.




