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Refraction and pupil diameter in 
3-year- and 1-month-old children as 
measured by Spot Vision Screener
Shunya tatara  1,2*, Fumiatsu Maeda1,2, Nobuko Mizuno3, Atsushi Noguchi3, 
Kiyoshi Yaoeda4,5 & Haruki Abe1,2

Spot Vision Screener (SVS) can conduct refraction tests for both eyes within a short period. This study 
aims to evaluate the refraction and pupil diameters of 3-year- and 1-month-old Japanese children 
using SVS in regular medical checkup. We examined 2438 eyes of 1219 children (age: 3-year- and 
1-month) in Fujieda (Shizuoka, Japan) to assess their refraction and pupil diameters and eye-position 
screening conducted by SVS. SVS successfully measured 1217 children (99.8%). Regarding the right 
eye refraction, the spherical power was +0.70 ± 0.55 D (median, +0.75 D), and the cylindrical power 
was −0.67 ± 0.49 D (median, −0.50 D). The pupil diameter of the right eyes was 5.57 ± 0.79 (median, 
5.60) mm. we could obtain a large number of basic data for 3-year- and 1-month-old Japanese children. 
However, refraction and pupil diameter of children were not normally distributed, so careful handling of 
children’s basic data on the eye is necessary.

Amblyopia is a failure of vision to functionally develop without normal visual acuity despite an accurate pre-
scription for refractive correction and the absence of any organic abnormality in the eye. The major causes for 
amblyopia include strabismus, form vision deprivation, and refractive error1. Occasionally, visual acuity is not 
completely developed if amblyopia is inadequately treated during the sensitive period for vision. From this stand-
point, the early detection and treatment of amblyopia is crucial1,2. For the early detection of amblyopia, vision 
test has been included in the medical checkup of 3-year-old children (checkup) in Japan since 19903. From the 
refraction test validity to enhanced checkup accuracy4, the number of cities implementing the objective refraction 
test has increased, with the result that its usefulness has been reported5.

To date, various devices have been used for the objective refraction test in checkups6. Jorge et al.7 reported that 
retinoscopy is more accurate than automatic refraction when performed by an experienced clinician, offering a 
better starting point to noncycloplegic refraction. However, the limitation of retinoscopy is its precision relies 
on the skills and, thus, inter-observational differences in the measurers; automatic refraction is more independ-
ent of such differences among limitations such as low accommodation removal effect and that subjects must be 
seated. Conversely, both eyes can be measured within a short period of visual fixation, as eyes are opened and 
are very close to the natural status in photorefraction devices8, making it readily applicable in checkups for its 
efficacy. Spot Vision Screener (SVS; Welch Allyn, NY, US), introduced in Japan by Welch Allyn in 2015, is a 
portable refraction-measuring device based on off-axis type photorefraction9. SVS records images of both pupils 
simultaneously and generates information on noncycloplegic refractive status, pupil size, pupillary distance, and 
ocular deviation in real time. Regarding the measurement of “Amblyopia Risk Factor” (ARF) by SVS, sensitivity 
has been reported to be 87–92.6%, specificity as 74–90.6%, and good values have been displayed in the previous 
reports10–12.

The referral criteria of SVS is based on the ARF standard prescribed by the American Association for 
Pediatric Ophthalmology and Strabismus12. Nonetheless, Sravani et al.13 reported the use of an ethnicity- or 
individual-specific defocus calibration factor for the precise estimation of refraction using photorefraction.

In addition, Ra et al.14 emphasized the low reliability of checkup when examining Japanese subjects using 
a foreign database; nevertheless, neither fundamental data nor sufficient consideration exist for the refraction 
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test of Japanese subjects. Furthermore, inadequate data exist of 3-year-old children, compared with extensive 
studies on the pupil diameter of adult subjects15. Although Tabuchi et al.16 reported that the average normal pupil 
diameter of healthy 3-year-old children was 5.4 ± 0.5 mm, they examined 5 cases only. Hence, this study aims to 
investigate the efficacy of SVS, and to evaluate refraction degrees, and pupil diameters of 3-year-old children in 
checkups with a huge population.

Results
SVS measurement possibility rate. We observed a valid measurement in 1217 of 1219 subjects (99.8%). 
Two invalid measurements were with one pupil constriction smaller than the lower limit of 4 mm when measur-
ing the diameter and another was without impossible visual fixation during 1 s.

The refraction measured by SVS. Of the 1217 subjects who underwent SVS measurement, 61 (5.0%) 
were suspected with abnormal refraction, 6 (0.5%) with abnormal eye position, and 4 (0.3%) with both abnormal 
refraction and eye positions, making up 71 (5.8%) workup cases overall. In addition, 52 eyes of 32 subjects had 
hyperopia of over +2.00 D, 56 eyes among 44 children had astigmatism of over +2.00 D, 4 eyes among 3 children 
had myopia of >1.50 D, and 12 children had anisometropia of over +2.00 D. Of the 71 subjects who required 
detailed examination, 69 were able to confirm their visit to the medical institution. Of the 69 patients, 64 (92.8%) 
were diagnosed as requiring continuous hospital visits.

Regarding the refraction of the right eyes of 1207 subjects with valid result and measurement, the spheri-
cal power was +0.70 ± 0.55 D (median, +0.75 D). The average cylindrical power was −0.67 ± 0.49 D (median, 
−0.50 D). The average spherical diopter power of the left eye was +0.64 ± 0.61 D (median, +0.50 D; Fig. 1). 
Furthermore, the average cylindrical power was −0.62 ± 0.50 (median, −0.50 D; Fig. 2). Spherical power didn’t 
follow the normal distribution for both the right and left eyes (the right eye; P < 0.01, the left eye; P < 0.01, 
Kolmogorov–Smirnov test). The skewness of the right eye was 1.62, and the kurtosis was 9.48. The skewness of 
the left eye was 2.79, and the kurtosis was 21.8. Cylindrical power didn’t follow the normal distribution for both 
the right and left eyes (the right eye; P < 0.01, the left eye; P < 0.01, Kolmogorov–Smirnov test). The skewness of 
the right eye was −2.01 and the kurtosis was 7.07. The skewness of the left eye was −3.04 and the kurtosis was 

Figure 1. The histogram of the spherical power. The spherical power of 3-year and 1-month-old children 
measured by Spot Vision Screener (SVS). Black, the right eye; gray, the left eye. Spherical power didn’t follow the 
normal distribution for both the right and left eyes (the right eye; P < 0.01, the left eye; P < 0.01, Kolmogorov–
Smirnov test).

Figure 2. The histogram of the cylindrical power. The cylindrical power of 3-year and 1-month-old children 
measured by Spot Vision Screener (SVS). Black, the right eye; gray, the left eye. Cylindrical power didn’t 
follow the normal distribution for both the right and left eyes (the right eye; P < 0.01, the left eye; P < 0.01, 
Kolmogorov–Smirnov test).
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22.4. When comparing the spherical power of the left and right eyes, anisometropia was 0.29 ± 0.37 D (median, 
0.25 D; maximum value = 4.50 D).

Pupil diameter. In this study, the pupil diameter of the right eyes was 5.57 ± 0.79 (median, 5.60) mm, and 
that for the left eyes was 5.56 ± 0.80 (median, 5.50) mm (Fig. 3). We observed no difference between the pupil 
diameter of the left and right eyes (P = 0.104, Wilcoxon signed-rank test). Pupil diameter didn’t follow the normal 
distribution for both the right and left eyes (the right eye, P < 0.01; the left eye, P < 0.01, Kolmogorov–Smirnov 
test). The skewness of the right eye was 0.30, and the kurtosis was −0.35. The skewness of the left eye was 0.32, 
and the kurtosis was −0.36.

Discussion
Like Fujieda, the Shizuoka Prefecture introduced SVS for checkups of 3-year and 1-month-old children in 2016, 
which was the earliest in Japan, enabling us to attain a large pool of data with 1217 Japanese subjects. In this study, 
the SVS checkup measurement possibility rate was 99.8%, implying that almost all children underwent the SVS 
test. Thus, we attained an unprecedentedly large data pool with refraction and pupil diameter data of 3-year-old 
Japanese children, which was extremely precious.

The success rate was 99.8%, with only two invalid measurements, and it was the highest in comparison with all 
previous refraction tests17–19 (Table 1). As the distance between subjects and the device was 1 m, the measurement 
was performed without any psychological burden on children. Likewise, previous studies14,20–22 investigating the 
SVS measurement of 6-month to 6-year-old children reported the possibility rates at 89.7–100%14,20–22 (Table 2). 
Moreover, Forcina et al.21 reported a possibility rate of 89.7% with subjects aged <3 years (average: 23.3 months). 
Even with the large pool of 1,219 subjects, some previous studies14,20–22 revealed a similarly high possibility rate. 
Compared with other refraction tests, SVS can be conducted on lower age groups, making it appropriate in the 
screening of checkups.

The spherical power of the right eyes of non-accommodation paralysis in 3-year and 1-month-old children, 
as measured by SVS (+0.70 ± 0.55 D), was similar to the results of a series of studies from previous checkups 
in Japan17–19 (Table 1). Kanda et al.17 reported that the spherical power of non-accommodation paralysis in 
3-year-old children was +0.22 ± 0.67 D; the refraction of 3-year-old children was estimated as +1.00 D to +1.50 
D considering the impact of the accommodation on the refraction as some subjects were far-sighted with an 
average of 1.33 D in mydriasis.

Compared with the spherical power of non-accommodation paralysis reported in 3-year-old children in the 
literature, the results in this study were more hyperopic. While retinoscopy is associated with minimal accom-
modation effects, Nishida et al.23 reported no significant differences between the spherical power measured by 
retinoscopy and SVS. Nevertheless, the spherical power in this study was higher than that of far-sighted children 

Figure 3. The histogram of the pupil diameter. The pupil diameter of 3-year and 1-month-old children 
measured by Spot Vision Screener (SVS). Black, the right eye; gray, the left eye. Pupil diameter didn’t follow the 
normal distribution for both the right and left eyes (the right eye, P < 0.01; the left eye, P < 0.01, Kolmogorov–
Smirnov test).

Author Years Measuring method n (eyes)

Measurement 
possibility rate 
(%)

Spherical 
power ± SD 
(D)

Anisometropia 
of 2.00 D above 
(%)

Astigmatism 
of 2.00 D 
above (%)

Kanda 
et al. 1986 Retinoscopy 665 (1330) 95.8 +0.22 ± 0.67 0.6 1.4

Tamaki 
et al. 1990 Table-mounted auto 

refractometer 459 (905) >90 (no concrete 
figure) +0.33 ± 0.95 2.6 1.8

Saito et al. 2010 Portable refractometer 10,454 (20,908) 98.3 −0.74 ± 1.16 3.3 1.6

This study 2018 SVS 1217 (2434) 99.8 +0.67 ± 0.59 1.0 2.3

Table 1. Reports About Refraction Tests on 3-year-old Children Through Other Devices. SVS: Spot Vision 
Screener.
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(age: 3 years) as measured previously using retinoscopy, which could be attributed to SVS mechanical features 
that detected a more hyperopic value. Another possibility is the shift from the average of the spherical power in 
1986 when the retinoscopy study was conducted; the current average could be, in fact, different.

In this study, 56 eyes of 44 children (2.3%) reported an astigmatic vision of over +2.00 D; the proportion was 
relatively high compared with the previous studies17–19 (Table 1). In previous reports, high cylindrical power was 
obtained under the influence of the inclination of the SVS device or the face of subjects24; it remains high when 
compared with retinoscopy; this is probably because of SVS mechanical features.

We observed anisometropia of +2.00 D in 12 subjects (1.0%). Compared with the rate of anisometro-
pia rate reported previously17–19 (Table 1), SVS is lower than the portable and table-mounted refraction types 
but it remained the same when compared with retinoscopy. Saito et al.19 highlighted that the refraction differ-
ence between the two eyes using the portable device could be too large because of the accommodation tension 
remained after the test on one side. Meanwhile, as tests on both opened eyes were conducted simultaneously 
in SVS, no influence was noted on either side, which is attributed to lower SVS’ anisometropic rate than other 
refraction-measuring devices.

Regarding the pupil diameter, several studies have examined about adult subjects; however, limited data are 
available about children. Although Tabuchi et al.16 reported that the average normal pupil diameter of healthy 
3-year-old children was 5.4 ± 0.5 mm, they examined only 5 cases; moreover, they took pictures of the pupil man-
ually using a pupil-specific polaroid camera right under the pupil, thereby lowering the accuracy and the close 
distance affected the pupil contraction.

Ikeda et al.25 highlighted that the pupil diameter of immature children is smaller than that of healthy children, 
while it is not much necessarily convincing for the small control group of just six cases; as they measured using 
infrared radiation electron-measuring goggles, the accuracy was high, however because googles were needed in 
the measurement, it rather deviated from standard vision sights.

In this study, although SVS measurement was conducted in a semi-dark room, the distance between subjects 
and the device was as far as 1 m, with no blocking in the subjects’ vision, making it highly close to normal, daily 
eyesight. In addition, the pupil diameter was evaluated by infrared radiation vision analysis in electron-measuring 
devices, rendering the highy accuracy of the measurements. The right pupil diameter of 3-year and 1-month-old 
children was 5.57 ± 0.79 mm, which corroborated that the finding reported by Tabuchi et al.16.

Notably, avoiding interference when conducting a refraction test on children is imperative. It is commonly 
believed that retinoscopy is ideal because of its minimal accommodation influence. In this study, the spherical 
power was measured at the far position beyond the far-sighted data measured by traditional retinoscopy. In addi-
tion, as the measurement was performed on bilaterally opened eyes, the impact on anisometropia was considered 
to be minimal. Besides, the measurement possibility rate was high compared with conventional methods; in SVS, 
measurement was performed on both sides simultaneously in 1 s of visual fixation, which is valuable in checkups. 
However, the large cylindrical power merits attention. Furthermore, the data in this study were obtained from 
non-accommodation paralysis refraction data; thus, comparisons with accommodation paralysis data is war-
ranted in further studies.

Because the measurable rate for SVS in the health examination was 99.8%, we were able to obtain a large 
number of basic data for 3-year- and 1-month-old Japanese children. The results of the present study can be basic 
data, such as refraction and pupil diameter. However, refraction and pupil diameter of children are not normally 
distributed, so careful handling of these data is necessary. As a result of the screening using SVS, 5.8% of children 
required detailed examination because of refractive error and abnormal eye position. As a result of detailed exam-
ination, 92.8% of children were diagnosed as requiring continuous hospital visits. This indicates that the SVS false 
positive rate for 3-year- and 1-month-old using the Fujieda’s criteria is low.

Methods
We examined 2438 eyes of 1219 children undergoing checkup in Fujieda between April 2016 and March 2017 for 
their eye position, pupil diameter, and refraction measured by orthoptists from the Fujieda Municipal General 
Hospital (Fujieda, Japan) using SVS in a semi-dark room (4 lux). The population data of Fujieda City shows that 
as of March 31, 2016, 1265 children were eligible for the checkup in Fujieda for the 3-year- and 1-month-old 
during the year starting April 1, 2017. It is unknown how many children moved in or out of the city during the 
same period. Since 1219 of the 1265 eligible children took the checkup, the checkup rate is calculated to be 96.4%. 
We compared the SVS checkup possibility in this study with those of other refraction measurements. SVS is held 
approximately 1 m from the subject while the children look at the display of twinkling lights and sounds. SVS 

Author Years target age
measurement 
possibility rate (%) n (people)

Arnold et al. 2014 47 months (1–12 years) 96 108

Blake et al. 2017 23.3 months (6–35 months) 89.7 184

Suzuki et al. 2017 3 years and 6 months 100 71

Ra et al. 2017 0–2 year 96.6 58

″ 3 year 98.2 55

″ 4–6 year 100 113

This study 2018 3 years and 1 month 99.8 1,219

Table 2. Reports About SVS Measurement Possibility Rate in Small Children. SVS: Spot Vision Screener.
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reports whether the subject is too far or too close and shows a spring circle and the child’s face when data acqui-
sition is occurring. Data acquisition is usually complete in approximately 1 s.

Fujieda City determined the criteria required for the detailed examination based on the previous research in 
Shizuoka City5 in which hyperopia, myopia, and anisometropia were classified according to the spherical power. 
We evaluated the number of children needing workups by combining the SVS measurement results with Fujieda’s 
criteria, which defines abnormal refraction as hyperopia ≧2.00 D, myopia ≧1.50 D, astigmatism ≧2.00 D, and 
anisometropia ≧2.00 D; abnormal eye position is defined as having the extropia, upper or lower manifest devia-
tion ≥8° and esotropia manifest deviation of ≥5°. Furthermore, we defined abnormal pupil difference as having 
≥1-mm difference between the left and right eyes. These values as a marker of defining abnormal eye position and 
pupil difference are reference values recommended by SVS12.

Excluding 10 subjects with abnormal eye position from 1217 subjects with valid results, we analyzed the 
refraction of both eyes and pupil diameter in the remaining 1207 subjects. In addition, the SVS measurement 
success rate was compared with those reported in previous checkups. Of these, a single eye with hyperopia was 
above +7.50 D; as it was the measurement limit of SVS, the refraction was evaluated as +7.50 D.

This study protocol was approved by the Ethics Committee of Niigata University of Health and Welfare 
(17892–170914) and adhered to the tenets of the Declaration of Helsinki. Approval by the Ethics Committee was 
set as a substitute for informed consent by placing a poster that detailed the purpose and contents of this research 
at the examination venue. In this study, since the subject was under 18 years old, we got informed consent from 
parent or legal guardian. A two-sided test was used for statistical significance, and the significance level was set 
at p < 0.05.

Received: 7 March 2019; Accepted: 11 October 2019;
Published: xx xx xxxx

References
 1. DeSantis, D. Amblyopia. Pediatr Clin North Am 61, 505–518 (2014).
 2. Group, PEDI. A randomized trial of atropine vs. patching for treatment of moderate amblyopia in children. Arch Ophthalmol 120, 

268–278 (2002).
 3. Maruo, T. et al. Guidelines for vision testing in health-check program for three-year-old children [in Japanese]. Japanese Review of 

Clinical Ophthalmology 87, 303–307 (1993).
 4. Muroi, T., Yamada, M., Yamaguchi, H. & Nishina, S. Evaluation of preschool vision screening using evidenced based medicine [in 

Japanese]. Japanese Review of Clinical Ophthalmology 98, 955–958 (2004).
 5. Iwazaki, K., Shinono, K., Onoda, Y., Watanabe, H. & Matsuhisa, A. Visual screening of three-year-old children in Shizuoka City: 

Introduction of objective refractive testing [in Japanese]. Folia Japonica de Ophthalmologica Clinica 11, 444–451 (2018).
 6. Hayashi, S. et al. The effects of refraction test in vision screening for 3-year-old children in Japan: A systematic review [in Japanese]. 

Folia Japonica de Ophthalmologica Clinica 12, 373–377 (2019).
 7. Jorge, J., Queiros, A., Almeida, J. B. & Parafita, M. A. Retinoscopy/autorefraction: which is the best starting point for a noncycloplegic 

refraction? Optom Vis Sci 82, 64–68 (2005).
 8. Howland, H. C. & Howland, B. Photorefraction: a technique for study of refractive state at a distance. J Opt Soc Am 64, 240–249 

(1974).
 9. Kaakinen, K. A simple method for screening of children with strabismus, anisometropia or ametropia by simultaneous photography 

of the corneal and the fundus reflexes. Acta Ophthalmol (Copenh) 57, 161–171 (1979).
 10. Silbert, D. I. & Matta, N. S. Performance of the Spot vision screener for the detection of amblyopia risk factors in children. J aapos 

18, 169–172 (2014).
 11. Arana Mendez, M. et al. Evaluation of the Spot Vision Screener in young children in Costa Rica. J aapos 19, 441–444 (2015).
 12. Peterseim, M. M. et al. The effectiveness of the Spot Vision Screener in detecting amblyopia risk factors. J aapos 18, 539–542 (2014).
 13. Sravani, N. G., Nilagiri, V. K. & Bharadwaj, S. R. Photorefraction estimates of refractive power varies with the ethnic origin of human 

eyes. Sci Rep 5 (2015).
 14. Ra, K., Mori, K., Kurosaki, S., Ozawa, K. & Chiba, M. Evaluation of the Spot Vision Screener in young children in Shizuoka [in 

Japanese]. Folia Japonica de Ophthalmologica Clinica 10, 476–481 (2017).
 15. Kardon, R. In Walsh & Hoyt’s Clinical Neuro-Ophthalmology, 6th Edition Vol. 6 (eds Neil R. Miller & Nancy J. Newman) Ch. 14, 

649–714 (Lippincott Williams & Wilkins, 2005).
 16. Tabuchi, A. & Matsubayashi, K. Clinical Problems and Features of Various Deepening Stages -the Development of Pupil Dilator in 

Early Childhood 1- [in Japanese]. Japanese Review of Clinical Ophthalmology 82, 511–514 (1988).
 17. Kanda, T., Kawase, Y., Yamaguchi, N. & Uchida, N. The Refraction Distribution of 3-Year-Old Children [in Japanese]. Japanese 

Review of Clinical Ophthalmology 80, 299–302 (1986).
 18. Tamaki, K., Chiba, N., Kawamura, M., Yazawa, K. & Kato, K. Distribution of refractive errors in childrem. Evaluation by 

autorefractometry [in Japanese]. Japanese Review of Clinical Ophthalmology 84, 615–618 (1990).
 19. Saito, K. et al. Refraction of three-year-old children measured by Retinomax® (Result of three-year-old health checkup) [in 

Japanese]. Japanese orthoptic journal 39, 159–164 (2010).
 20. Arnold, R. W. & Armitage, M. D. Performance of four new photoscreeners on pediatric patients with high risk amblyopia. J Pediatr 

Ophthalmol Strabismus 51, 46–52 (2014).
 21. Forcina, B. D. et al. Performance of the Spot Vision Screener in Children Younger Than 3 Years of Age. Am J Ophthalmol 178, 79–83 

(2017).
 22. Suzuki, M. et al. Experience of Using Spot™ Vision Screener in a Health Checkup for 3-Year-Olds. Japanese orthoptic journal 46, 

147–153 (2017).
 23. Nishida, T. et al. Cooperation With a Pediatrics Clinic That Had Introduced Spot™ Vision Screener [in Japanese]. Japanese orthoptic 

journal 46, 399–404 (2017).
 24. Hayashi, S. et al. Evaluation of the Spot Vision Screener in young children in Japan [in Japanese]. Folia Japonica de Ophthalmologica 

Clinica 10, 399–404 (2017).
 25. Ikeda, T., Ishikawa, H., Shimizu, K., Asakawa, K. & Goseki, T. Pupillary Size and Light Reflex in Premature Infants. 

Neuroophthalmology 39, 175–178 (2015).

Author contributions
T.S., M.F., N.A. and A.H. wrote the manuscript. T.S. and M.N. conducted the experiment. Y.K. analyzed the data.

https://doi.org/10.1038/s41598-019-51993-1


6Scientific RepoRtS |         (2019) 9:15622  | https://doi.org/10.1038/s41598-019-51993-1

www.nature.com/scientificreportswww.nature.com/scientificreports/

Competing interests
The authors declare no competing interests.

Additional information
Correspondence and requests for materials should be addressed to S.T.
Reprints and permissions information is available at www.nature.com/reprints.
Publisher’s note Springer Nature remains neutral with regard to jurisdictional claims in published maps and 
institutional affiliations.

Open Access This article is licensed under a Creative Commons Attribution 4.0 International 
License, which permits use, sharing, adaptation, distribution and reproduction in any medium or 

format, as long as you give appropriate credit to the original author(s) and the source, provide a link to the Cre-
ative Commons license, and indicate if changes were made. The images or other third party material in this 
article are included in the article’s Creative Commons license, unless indicated otherwise in a credit line to the 
material. If material is not included in the article’s Creative Commons license and your intended use is not per-
mitted by statutory regulation or exceeds the permitted use, you will need to obtain permission directly from the 
copyright holder. To view a copy of this license, visit http://creativecommons.org/licenses/by/4.0/.
 
© The Author(s) 2019

https://doi.org/10.1038/s41598-019-51993-1
http://www.nature.com/reprints
http://creativecommons.org/licenses/by/4.0/

	Refraction and pupil diameter in 3-year- and 1-month-old children as measured by Spot Vision Screener
	Results
	SVS measurement possibility rate. 
	The refraction measured by SVS. 
	Pupil diameter. 

	Discussion
	Methods
	Figure 1 The histogram of the spherical power.
	Figure 2 The histogram of the cylindrical power.
	Figure 3 The histogram of the pupil diameter.
	Table 1 Reports About Refraction Tests on 3-year-old Children Through Other Devices.
	Table 2 Reports About SVS Measurement Possibility Rate in Small Children.




